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ABSTRACT 
GONGTING WU: Image reconstruction and processing for stationary digital tomosynthesis 
systems 
(Under the direction of Jianping Lu and Otto Zhou) 
  
Digital tomosynthesis (DTS) is an emerging x-ray imaging technique for disease and 
cancer screening. DTS takes a small number of x-ray projections to generate pseudo-3D images, 
it has a lower radiation and a lower cost compared to the Computed Tomography (CT) and an 
improved diagnostic accuracy compared to the 2D radiography. Our research group has developed 
a carbon nanotube (CNT) based x-ray source. This technology enables packing multiple x-ray 
sources into one single x-ray source array. Based on this technology, our group built several 
stationary digital tomosynthesis (s-DTS) systems, which have a faster scanning time and no source 
motion blur.   
One critical step in both tomosynthesis and CT is image reconstruction, which generates a 
3D image from the 2D measurement. For tomosynthesis, the conventional reconstruction method 
runs fast but fails in image quality. A better iterative method exists, however, it is too time-
consuming to be used in clinics. The goal of this work is to develop fast iterative image 
reconstruction algorithm and other image processing techniques for the stationary digital 
tomosynthesis system, improving the image quality affected by the hardware limitation.  
Fast iterative reconstruction algorithm, named adapted fan volume reconstruction (AFVR), 
was developed for the s-DTS. AFVR is shown to be an order of magnitude faster than the current 
iterative reconstruction algorithms and produces better images over the classical filtered back 
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projection (FBP) method. AFVR was implemented for the stationary digital breast tomosynthesis 
system (s-DBT), the stationary digital chest tomosynthesis system (s-DCT) and the stationary 
intraoral dental tomosynthesis system (s-IOT). Next, scatter correction technique for stationary 
digital tomosynthesis was investigated. A new algorithm for estimating scatter profile was 
developed, which has been shown to improve the image quality substantially. Finally, the 
quantitative imaging was investigated, where the s-DCT system was used to assess the coronary 
artery calcium score. 
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CHAPTER 1:  Introduction 
 
1.1 Dissertation Overview 
Lung cancer and breast cancer are the two leading causes of cancer death in the United 
States. Based on a recent study by American Cancer Society, an estimated of 220,000 new cases 
of lung cancer and 250,000 new cases of breast cancer are diagnosed in 2016, and about 200,000 
deaths from breast and lung cancers.[1] For both cancers, early detection is extremely important 
as it can dramatically reduce the mortality rate.  
Currently, two dimensional (2D) x-ray imaging modalities, such as chest radiography and 
digital mammography, are widely used for non-invasive cancer and disease screening. The 2D x-
ray imaging techniques have the advantages of low cost and low radiation dose, therefore they are 
well suitable for large population disease screening. However, in 2D images, the depth information 
of the three dimensional (3D) object is missing; structures at different depths overlap on each other, 
severely degrading the image contrast and cause image artifacts. As a result, the 2D imaging 
techniques suffer from low diagnostic sensitivity and specificity.   
Computed Tomography (CT) was invented to address the drawbacks of 2D x-ray imaging. 
In CT, hundreds of 2D x-ray measurements are acquired at various imaging angles and are used to 
compute the 3D image of the object. This completely removes the structure overlapping artifact 
found in the 2D x-ray image and improves the image contrast. Despite the good image quality, CT 
is relatively expensive and it exposes high radiation dose to the patient, which increases the risk 
of radiation-induced cancer especially for pediatric patients.  
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Digital tomosynthesis (DTS) is another tomographic technique which produces pseudo-3D 
images at a radiographic dose level. Unlike CT which acquires hundreds of x-ray images, DTS 
only take a few x-ray projections to compute the 3D image, this results in a much lower radiation 
dose and a lower-cost system compared to CT. It has been shown that DTS has an improved 
diagnostic accuracy over the 2D radiography in many clinical applications, including abdominal, 
breast, chest, dental, musculoskeletal and sinonasal imaging.[2]–[7] Most DTS systems use a 
single x-ray source and a mechanical moving gantry to shoot X-ray at different imaging positions. 
This mechanical translating design leads to image blur and slows down the scanning speed which 
potentially causes more patient motion blur.  
Stationary digital tomosynthesis (s-DTS)  system eliminates the source motion in the 
conventional DTS system with a source array consisted of multiple fixed carbon nanotube (CNT) 
based x-ray sources.[2], [8]–[10] Each CNT source in s-DTS is switched electronically, thus the 
s-DTS is capable of performing cardiac gated imaging which can significantly reduce the patient 
motion blur in the cardiac imaging and the pediatric imaging.[11] Previous studies have shown 
that the s-DTS has improved image resolution as well as faster scanning time compared to the 
conventional DTS.[8], [10], [12]  
Image reconstruction is the process to reconstruct 3D images of the scanned object from 
2D x-ray measurement. It is a crucial component in tomosynthesis imaging as the reconstruction 
algorithm would directly affect the final image quality. Compared to regular CT, DTS suffers from 
insufficient projection data and data truncation. As a result, classical image reconstruction method, 
which is based an analytical model and relies on data completeness, does not work well for the 
tomosynthesis reconstruction.[13]–[16] Statistical iterative reconstruction (SIR), on the other hand, 
is based on a statistical model and it uses the iterative solver.[17]–[19] Numerous studies have 
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shown that SIR produces better reconstruction images over the classical filtered back projection 
(FBP) algorithm.[13], [20]–[22] However, SIR is computationally expensive. The reconstruction 
could take several hours, and it is not practical in a clinical setting.  
In this dissertation, a fast iterative image reconstruction algorithm, named adapted fan 
volume reconstruction, for linear tomosynthesis systems will be proposed. The image artifact 
reduction methods and the synthetic mammography technique will be discussed. Next, a 
measurement-based scatter correction algorithm will be introduced. The feasibility of assessing 
heart calcium score using stationary digital chest tomosynthesis (s-DCT) will be investigated.   
 
1.2 Research Objective  
1.2.1 Iterative Reconstruction for s-DTS 
In this aim, a fast iterative reconstruction algorithm, named adapted fan volume 
reconstruction (AFVR), was developed to reconstruct s-DTS images with linear source array. A 
comparison study was performed to investigate the reconstruction image quality of the proposed 
AFVR and the classical FBP algorithm. In addition, two different forward projectors were 
investigated and image processing techniques for image artifacts reduction were implemented. 
Furthermore, the AFVR was implemented on three s-DTS system: the s-DBT, the s-DCT, and the 
stationary intraoral dental tomosynthesis (s-IOT) system. Finally, the method for generating 
synthetic mammography was investigated. 
 
1.2.2 Scatter Correction 
A measurement-based scatter correction method for DTS was developed. This work 
includes two parts: the hardware development of the primary sampling device (PSD) and the 
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scatter correction algorithm development for scatter estimation and compensation. The scatter 
correction method was evaluated on the s-DBT system using breast phantom, and it was also 
implemented on the s-DCT system to remove scatter in human cadaver images.   
 
1.2.3 Quantitative Tomosynthesis Imaging 
In this phase, the feasibility of assessing heart calcium score using the s-DCT system was 
studied. A heart model was developed, and imaged by both CT and s-DCT ex vivo. The calcium 
score metric for chest tomosynthesis was then developed, and the correlation between CT-derived 
calcium score and the tomosynthesis-derived calcium score was studied.  
 
1.3 Outlines of Dissertation  
This dissertation is organized in the following order: (1) background of tomosynthesis 
imaging, (2) iterative reconstruction for tomosynthesis, (3) measurement-based scatter correction 
algorithm, (4) quantitative tomosynthesis imaging. Chapter 2 introduces the underlying principles 
of x-ray imaging, the DTS and s-DTS. Chapter 3 provides the mathematical foundation of image 
reconstruction. In Chapter 4, a fast iterative reconstruction algorithm for s-DTS is reported. 
Chapter 5 investigates the scatter correction methods for s-DTS and reports the filtered scatter-to-
primary ratio (f-SPR) scatter estimation. Chapter 6 studies the feasibility of assessing calcium 
score using s-DCT. Finally, in Chapter 7, the dissertation is summarized and the future direction 
of the research is discussed.  
 
1.4 Publications 
Certain results of this thesis have previously been published as: 
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 C. R. Inscoe, G. Wu, at el (2017) 
Stationary intraoral tomosynthesis for dental imaging. 
 C. Puett, J. Calliste, G. Wu, at el (2017) 
Contrast enhanced imaging with a stationary digital breast tomosynthesis system. 
 J. Calliste, G. Wu, at el (2016)  
A new generation of stationary digital breast tomosynthesis system with wider angular 
span and faster scanning time. 
 J. L. Goralski, A. Hartman, G. Wu, at el (2016) 
Digital chest tomosynthesis as a novel method for 3d lung imaging. 
 Y. Z. Lee, J. L. Goralski, A. Hartman, G. Wu, at el (2016)  
Stationary digital chest tomosynthesis of cystic fibrosis. 
 A. E. Hartman, J. Shan, G. Wu, at el (2016)  
Initial clinical evaluation of stationary digital chest tomosynthesis. 
 G. Wu, at el (2016)  
Stationary digital chest tomosynthesis for coronary artery calcium scoring. 
 C. R. Inscoe, G. Wu, at el (2015)  
Low dose scatter correction for digital chest tomosynthesis. 
 J. Shan, A. Tucker, L. R. Gaalaas, G. Wu, at el (2015)  
Stationary intraoral digital tomosynthesis using a carbon nanotube X-ray source 
array. 
 J. Shan, L. Burk, G. Wu, at el (2015)  
Prospective gated chest tomosynthesis using CNT X-ray source array 
 G. Wu, at el (2015)  
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Adapted fan-beam volume reconstruction for stationary digital breast tomosynthesis. 
Parts of the work presented in the thesis has resulted in the following patent applications: 
  Digital tomosynthesis systems, methods, and computer readable media for intraoral 
dental tomosynthesis imaging”  
U.S. Patent: 15/205,787. Filing on Jul 8, 2016. 
 Intraoral tomosynthesis systems, methods, and computer readable media for dental 
imaging  
U.S. Patent: 14/741,041. Filing on Jun 16, 2015. 
 
 
  
7 
CHAPTER 2: X-ray Imaging 
 
2.1 X-ray Interactions with Matters 
X-ray is discovered by German physicist Wilhelm Röntgen, who studied the Crooks tubes 
and noticed a green glow on a nearby fluorescent screen even though the tube was wrapped by 
black cardboards. Röntgen realized that it must be due to some invisible rays generated from the 
Crooks tube, and he referred the rays as “X-rays” to indicate the unknown type of this radiation. 
Röntgen also took a picture of his wife’s hand on a photographic plate using x-ray (Figure 2-1), 
which became the first medical use of x-ray. [23] 
 
Figure 2-1: the X-ray picture of Röntgen’s wife’s hand. [24] 
 
As we now understand, x-rays are a form of electromagnetic radiation similar to visible 
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light. The difference between x-ray and visible light is that x-ray has a much smaller wavelength 
that ranges from 0.1 pm to 10 nm, corresponding to an energy level from 100 eV to 10 MeV. The 
smaller wavelength and higher energy of x-rays give it the ability to penetrate through most 
materials. This ability, however, does not come without any cost. The x-ray interacts with the 
matters while it penetrates through, and these interactions weaken the x-ray intensity until finally, 
it reaches zero. In medical imaging, the three major types of interactions between x-ray and matters 
are (1) Photoelectric absorption, (2) Compton scattering, and (3) Rayleigh scattering. These 
interactions are illustrated in Figure 2-2.[25] Here, we briefly introduce the three major x-ray 
interactions as they directly contribute to the contrast in x-ray imaging.  
 
2.1.1 Photoelectric Absorption 
In Photoelectric absorption, an electron of the atom is freed by the incident x-ray photon, 
and be emitted from the atom. (Figure 2-2B) The difference between the incident photon energy 
and the binding energy of the electron becomes the kinetic energy of the emitted electron, which 
is also called photoelectron. When the emitted electron is at a low state, electrons at high energy 
state will jump to this lower state, resulting the characteristic x-ray with energy equals to the energy 
difference between the two states.  
Approximately, the occurrence rate of photoelectric absorption is proportional to 𝑍3 𝐸3⁄ , 
where Z is the atomic number of the material and E is the energy of the incident x-ray photon.[26] 
When the photon energy is low, the photoelectric absorption is more likely to occur. In fact, the 
photoelectric absorption is the dominant interaction for low-energy x-ray. At the same time, heavy 
atoms (high Z value) would have a higher probability of having photoelectric absorption, therefore 
they attenuate x-ray more than the light atoms. Photoelectric absorption is generally considered as 
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harmful to the human body, as it ironizes the atoms and could potentially breaks the molecular 
bonds of DNA and proteins.  
 
Figure 2-2: Interactions of x-ray. (A) X-ray beam does not interact with the material, (B) 
Photoelectric absorption and characteristic x-ray, (C) Rayleigh scattering, (D) Compton scattering 
where recoiled electron is generated. [25] 
 
2.1.2 Compton Scattering 
Compton scattering is the predominant interaction in the diagnostic energy range with soft 
tissue, it is illustrated in Figure 2-2. In Compton scattering, the incident photon transfers a portion 
of its energy to the electron, which causes a recoil and removal of the electron, the incident photon 
will change direction after the interaction. However, the total energy and momentum are conserved 
in this process. Compton scattering ionizes the tissue and contributes to the radiation dose to the 
patient. The probability of Compton scattering depends on the photon energy. For energy between 
10 keV and 100 keV, the probability is approximately proportional to 𝑍 ∙ 𝐸; while at high energy 
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(> 100 keV), the probability is approximately proportional to 𝑍 𝐸⁄ .[25] As shown in Figure 2-3, 
Compton scattering consists the majority of scatter radiation, which is an important issue for 
diagnostic imaging as it reduces the image contrast and causes artifacts. 
  
2.1.3 Rayleigh Scattering 
In Rayleigh scattering, the incident photon temporarily excites an electron without freeing 
it from the atom. When the electron returns to its original state, it emits an x-ray photon with the 
same energy but a different direction of the incident photon. This process is also known as coherent 
or elastic scattering, where the photon energy does not change. Rayleigh scattering does not 
transfer the energy of x-ray photon to the material, therefore, it does not contribute to patient 
radiation dose. However, Rayleigh scattering is an important issue for x-ray imaging as it can be 
up to 20% of the scattering. The probability of the Rayleigh scattering is approximately 
proportional to 𝑍2 𝐸2⁄ , therefore, it is more likely to occur with low energy x-ray photons and high 
Z materials.[25]  
 
2.2 X-ray Attenuation and the Beer–Lambert law 
The interactions of x-ray with matters have a combined effect of attenuating the x-ray 
intensity, this relationship is experimentally determined and it can be approximated as: 
∆𝐼 𝐼⁄ = −𝜇∆𝑥, (2-1) 
where 𝐼 is the ray intensity, ∆𝐼 is the change of the intensity, 𝜇 is the linear attenuation coefficient, 
and ∆𝑥 is the distance the ray travels. This model indicates that the percentage change of the ray 
intensity is proportional to a coefficient times the distance the ray travels. The mass attenuation 
coefficient is a function of the photon energy and the material composition, although most of the 
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time, it is considered to only depends on the material composition. Figure 2-3 illustrates the 
relationship between the mass attenuation and the x-ray photon energy, and the contributions on 
the attenuation from different x-ray interactions.[27] For the x-ray used in medical imaging (30 
keV – 120 keV), the major mass attenuation comes from the Compton scatter.  
 
Figure 2-3: Mass attenuation of tissues at different photon energy.[27] 
 
The relationship described by Equation 2-1 is often written in an integral format: 
𝑰 = 𝑰𝟎𝒆
− ∑ 𝝁𝒊𝒙𝒊𝒊 , (2-2) 
where 𝐼 is the x-ray intensity after it leaves the medium, 𝐼0 is the ray intensity before the x-ray 
enters the medium and interacts with the matters, 𝜇𝑖 is the mass attenuation within the medium i, 
and 𝑥𝑖 is the distance the ray travels within medium i. This exponential decay relationship is also 
referred as Beer–Lambert law, and will be used to model the image reconstruction problem. The 
linear attenuation coefficient 𝜇  is a function of the interacted material and the x-ray energy 
spectrum, this forms the physics foundation of many x-ray imaging modalities. 
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2.3 X-ray Imaging Modalities 
An x-ray image measures the interactions of x-ray and matters. The most widely used x-
ray image is the attenuation image, where the x-ray photons that leave the materials after being 
attenuated are recorded. As the x-ray attenuation depends on the atomic number of the material, 
the attenuation value can differentiate/visualize materials with different densities. Besides 
attenuation, other physical effects, such as characteristic x-ray emission and scatter interactions, 
are also utilized to develop imaging techniques, such as x-ray spectroscopy, x-ray crystallography 
and x-ray scatter imaging. In this study, we will only focus on the x-ray attenuation imaging 
techniques used in medical applications. 
   
2.3.1 Radiography 
Radiography is probably the oldest x-ray imaging technique, which is discovered along 
with x-ray. In x-ray radiography, the patient is illuminated by a short x-ray pulse, and the x-ray 
photons exit patient are recorded in a 2D image. Due to the simplicity of the imaging system and 
the low cost, radiography is widely used in many medical applications, such as screening lung and 
heart diseases in chest imaging, diagnosing abdominal diseases, detecting gallstones or kidney 
stones, detecting bone fractures as well as tooth cavities. Radiography image is originally recorded 
on photographic films.  
Based on the image receptor, radiography can be classified into three types: conventional 
radiography with photographic film, computed radiography which uses imaging cassette and later 
scans the cassette to produce digital images, and digital radiography which directly produces 
digital images with a digital detector. Nowadays, the conventional film and the imaging cassette 
are replaced by the digital detector for better transferring and storing patient data. In addition to 
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those benefits, the digital detector also has a high radiation dose efficiency and it lowers the 
radiation dose delivered to the patients.[28] The image post-processing and computer aided 
diagnosis also become much easier on digital images.  
One of the most common uses of x-ray radiography is in chest imaging for patients with 
known or suspected lung diseases. The chest x-ray radiography (CXR) often acquire multiple 
views images with each view obtained at different orientations of the chest and the x-ray beam 
directions. Common CXR views include posteroanterior view, anteroposterior view, and lateral 
view. As CXR only produces 2D images, multi-view radiographic images can help to visualize 
features at various positions inside the patient’s body. A schematic diagram of the CXR is shown 
in Figure 2-4. [28]  
Based on the characteristics of x-ray attenuation, the higher energy of the x-ray, the fewer 
interactions the x-ray would have with materials. Thus, high energy x-ray photons are much easier 
to penetrate through the human body, however, they would have a lower sensitivity on 
differentiating different organs due to fewer interactions. CXR typical uses an x-ray source 
operated at 120 kVp, which is optimized to balance body penetration as well as tissue contrast.  
 
Figure 2-4: Schematic diagram of x-ray chest radiography.[28] 
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Although digital radiography works well on high contrast organs, it has poor contrast on 
soft tissues. The main reason lies in the imaging mechanism, in which radiography projects the 3D 
object onto a 2D detector and the depth information of that object is lost in the radiographic image. 
As a result, features, such as different organs, overlap each other on the radiographic images, which 
blurs the images and reduces the contrast, making it harder to identify diseases and extract useful 
diagnostic information.   
 
2.3.2 Mammography 
Mammography is another 2D radiographic imaging technique. Unlike radiography which 
is used in various different applications, mammography is only used for breast imaging and it has 
a unique system design optimized for this specific goal. Originally, like radiography, 
mammography is recorded on the photographic film. Currently, the conventional film is replaced 
by the digital detector. Equipped with a digital detector, the name of the imaging technology 
changes digital mammography (DM). A mammography exam, often called a mammogram, aids 
in the early detection and diagnosis of breast diseases in women. It has been shown that 
mammogram is effective in screening breast cancer and reducing the mortality rate of the breast 
cancer.[29], [30] In fact, the American College of Radiology recommend screening mammography 
every year for women, beginning at age 40.  
As breast consists mostly of the soft tissue, the x-ray source used in digital mammography 
has a much softer energy spectrum with the mean energy typically around 35 kVp, compared to 
that of most digital radiography systems. The soft x-ray provides a better contrast of the soft tissue 
in the breast, however, it would more likely to be absorbed/scattered by the breast and harder to 
reach to the detector. Modern DM system uses automatic exposure control (AEC) to apply 
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customized x-rays for different patients. For example, for patients with thick breast, a longer pulse 
of higher energy x-rays would be generated to image breast. In DM, there is compression paddle 
that compresses and fixes the breast on the detector during the scan. The compression paddle not 
only reduce the motion artifact, but it also measures the thickness of the breast which is used by 
AEC to determine the source energy and exposure time for the specific patient. An illustration of 
the mammogram is shown in Figure 2-5.[31] 
 
Figure 2-5: Illustration of the mammogram.[31] 
DM uses a high-resolution detector with a pixel size around or smaller than 100 µm, to 
visualize small features such as microcalcifications which are an early sign of breast cancer. 
Normally, a mammography exam includes two-view images: one cranial caudal (CC) view, and 
one mediolateral oblique (MLO) view. CC view is the top-down view, where the x-ray is fired 
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right above the patient. CC view clearly depicts the entire breast including the nipple, the fat and 
the fibro-glandular tissue. MLO view images breast from the center of chest outward to the side, 
it gives the best lateral view of the breast where pathological changes are most likely to occur. 
Examples of CC view and MLO view mammography images are shown in Figure 2-6.[32] 
 
Figure 2-6: Digital mammography in (a) CC view and (b) MLO view.[32] 
 
2.3.3 Computed Tomography 
Computed tomography (CT) was invented in the 1970s by Godfrey Hounsfield and Allan 
Cormack. The basic idea of CT is using multiple 2D radiography images acquired at different 
angles to estimate the 3D attenuation map of the object. Driven by the clinical demands, the system 
design of CT has been evolving ever since its invention. The first generation CT system uses 
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parallel beam design, it is soon being replaced by fan beam x-ray radiation for faster scanning 
speed. The initial axial imaging scheme is replaced by a helical or spiral scan for the purpose of 
scan the entire organs in a single breath hold. Later, the cone beam CT is developed to achieve 
isotropic spatial resolution and an even faster scanning speed. Despite different system designs, a 
typical CT system has one x-ray source tube mounted on a mechanical moving gantry and a digital 
detector that measures the x-ray radiation. The x-ray source rotates and fires x-rays at different 
spatial positions, the detector moves together with the source and measures the x-ray radiation for 
each shoot. Each x-ray shoot forms a projection image in the CT exam, the x-ray source typically 
moves between 180 to 360 deg around the object and it generates hundreds of projection images 
during one scan. The projection images are then transferred to a computer, and a specific computer 
software computes the 3D attenuation images of the object based on the projection images as well 
as the imaging geometry for each projection. This process is also called image reconstruction, 
which will be intensively discussed in Chapter 3 and Chapter 4. A schematic diagram for a fan-
beam axial CT is shown in Figure 2-7.[33] 
In CT images, the image brightness, or image intensity, represents the linear attenuation, 
and the difference in the x-ray attenuation creates the contrast between different materials. The 
linear attenuation has a physical unit of cm-1. It is normally not necessary to record the exact value 
of the attenuation which would cost extra storage space, and it is also not convenient to interpret 
diagnostic information using a float number. Thus, in CT, the linear attenuation is truncated and 
converted to an integer with a special unit called Hounsfield unit (HU), or CT number. The 
conversion from cm-1 to HU is: 
𝜇(𝑖𝑛 𝐻𝑈) = 1000 ∙
𝜇 − 𝜇𝑤𝑎𝑡𝑒𝑟
𝜇𝑤𝑎𝑡𝑒𝑟 − 𝜇𝑎𝑖𝑟
, (2-3) 
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where 𝜇𝑤𝑎𝑡𝑒𝑟 and 𝜇𝑎𝑖𝑟 are the linear attenuation of water and air, respectively. The CT images are typically 
stored as a 16 bit image in the Digital Imaging and Communications in Medicine (DICOM) format. The 
HU is converted to non-negative integer for storage and transfer, the conversion parameters are stored in 
the image header, or DICOM header.  
 
Figure 2-7: Third generation axial fan-beam CT geometry.[33] 
 
CT produces 3D images of the patient anatomy with no tissue overlapping artifact, this 
dramatically improves the image contrast and consequently the diagnostic accuracy over the 
conventional radiography. However, due to the large numbers of projection images acquired, CT 
delivers a significant amount of radiation dose to the patient, which is about 100 times the 
radiographic dose. This increases the risk of radiation-induced cancer, especially for pediatric 
patients. In addition, the complex system design of CT raises the cost of the CT exam. Recent 
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studies on advanced image reconstruction algorithms showed promising results in reducing the 
radiation dose of CT, however, the diagnostic accuracy of those techniques are still the subject of 
debate and more investigations need to be performed before the dose can be reduced 
clinically.[18], [34]–[36] In summary, although CT has many successful medical applications, it 
is not a good choice for disease screening in the general public, and low dose 3D imaging 
modalities are still needed. 
 
2.3.4 Digital Tomosynthesis 
Digital tomosynthesis (DTS) is another tomographic imaging technique. Similar to CT, 
DTS also produces 3D images from multiple projections acquired during one scan. However, DTS 
only acquires a few projection images, which is only a fraction of the projection images in CT, 
within a much smaller angular coverage. This imaging mechanism simplifies the system design, 
as a result, DTS has lower cost over CT and it delivers a radiographic dose level radiation dose to 
the patient. A schematic diagram of tomosynthesis is illustrated in Figure 2-8(a), where three 
projection images are acquired at different source position. Figure 2-8(b) demonstrate the principle 
of the 3D tomosynthesis. In single x-ray projection image, features in various depths of the imaged 
object overlap each other. By shift-and-add multiple projection images with different imaging 
geometries, in-focus planes with different features will be obtained and the overlapping artifact is 
substantially reduced. 
 The most well-known application of DTS is breast imaging, where the DTS system is 
called digital breast tomosynthesis (DBT), or 3D mammography. In breast cancer screening, an 
abnormal dense tissue called mass or lesion and the small micro-calcification are generally used 
as markers for early breast cancer. The lesion typically has a low contrast, when it overlaps with 
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other normal tissues in the 2D mammography, its contrast further reduces. As a result, the call 
back rate is quite high for digital mammography as doctors cannot tell whether the suspected lesion 
truly exist. DBT has been demonstrated to significantly improve the contrast of the lesion by 
reducing the overlapping artifact with the 3D images.[3], [32], [37], [38] For microcalcifications, 
however, the digital mammography performs better than DBT as the source motion in DBT blurs 
the small calcifications.[4], [39] As a result, DBT is FDA-approved to be used together with DM 
for breast cancer screening, where DBT is used for confirming lesions and DM is used for 
visualizing micro-calcifications. Some DBT systems, such as the SenoClaire 3D Breast 
Tomosynthesis manufactured by GE Healthcare, use step-and-shoot imaging to reduce the source 
motion artifact. However, this also increases the scanning time, which potentially introduces more 
patient motion, as well as the patient discomfort.  
 
Figure 2-8: Schematic diagram of tomosynthesis. (a) Three projection images with different source 
projection were acquired. Each projection image is a unique function of the source position and 
the imaged object or patient. (b) A shift-and-add reconstruction for tomosynthesis. The in-focus 
plane is obtained by shift each projection image and add together. Features start to show up in the 
in-focus plane. [5] 
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Figure 2-9: Illustration of DCT.[40] 
 
Another important application for DTS is chest imaging, in which the DTS is called digital 
chest tomosynthesis (DCT). The basic principle of DCT is similar to DBT. As illustrated in Figure 
2-9,[40] DCT consists an x-ray source mounted on the moving gantry, a digital detector and the 
control electronics. The gantry moves the source to various projections and multiple projection 
images are acquired. The difference between DCT and DBT are in the system design, where harder 
x-rays, larger angular span, and more projection images are used in DCT. For chest imaging, the 
most challenging task is the detection of pulmonary nodules, which are strongly related to the lung 
cancer.[41] Due to the severe tissue overlapping in chest imaging, chest x-ray radiography (CXR) 
has poor diagnostic accuracy on small nodules. DCT has demonstrated to dramatically improve 
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the diagnostic accuracy of lung nodules over CXR with a comparable sensitivity as CT for large 
lung nodules.[41]–[43]  
The 3D tomosynthesis images reduce the overlapping artifact and lead to higher diagnostic 
accuracy over the 2D radiography in many applications. However, DTS has many challenges as 
well. First, the limited angular coverage and the small projection images in DTS are 
mathematically not sufficient to restore the full 3D information of the imaged object. As a result, 
tomosynthesis images have a poor depth resolution, lower contrast and move artifacts over CT. 
Secondly, the mechanical moving gantry slows down the scanning speed and introduces two types 
of motion artifact. First, the rotating source introduces motion blur to the projection image, which 
in terms adversely affect the image resolution and the diagnostic accuracy for small features. For 
example, DBT suffers from the source motion blur and performs worse than 2D mammography in 
detecting microcalcifications. Another type of motion artifact is the indirect patient motion artifact 
caused by long scanning time. In fact, the patient motion blur, including heart beats and respiration, 
is the most destructive image artifact for chest imaging. 
  
2.4 Stationary Digital Tomosynthesis 
2.2.1 Field Emission Effect 
Field emission, also known as field electron emission, is the emission of electron induced 
by an external electric field. Field emission is first observed in eighteen centuries, but not until 
1928 has the effect been fully explained and understood using quantum tunneling.[44] In field 
emission, the external electric field lowers the effective barrier and increases the probability that 
electrons tunnel through. An illustration of the field emission effect is shown in Figure 2-10.[45] 
The emission current is determined by the Fowler-Nordheim equation: 
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𝐼 = 𝑎𝑉2exp (
−𝑏𝜙3
𝛽𝑉
), (2-4) 
where a, b are two constants, and I, V, 𝜙,  𝛽 are the emission current, voltage of the applied field, 
work function, and field enhancement factor, respectively.  
An important application of field emission is making field electron emitters or electron gun 
source. Traditionally, electrons are generated based on thermal electron emission, where electrons 
are emitted when the metallic emitter is heated up to a high temperature. However, the field 
emission only requires external electric field and it has no requirement of the temperature. Hence, 
field emission is often called “cold emission” or “cold cathode emission”, and the electron 
generated from field emission is often all “cold electrons”.  
 
Figure 2-10: Illustration of the field emission. [45] 
 
2.2.2 CNT Field Emitter 
A carbon nanotube is a material with cylindrical nanostructure made of graphene. It is first 
synthesized on 1991 by Sumio Iijima using the arc discharge method, which generated 
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unprecedented interest in the CNT and opened a new era of nanotechnology.[46] Figure 2-11 
illustrates the nanostructure of a single wall CNT.[47] Based on the number of layers, CNT can be 
categorized as single-walled nanotubes (SWNTs) or multi-walled nanotubes (MWNTs). The 
diameter varies between SWNTs and MWNTs. The diameter for SWNTs ranges from 0.4 nm to 
10 nm, while those of MWNTs are much larger, which ranges from 2 nm to over 100 nm. Depends 
on the nanostructure or the ways that CNT is created, CNT can have a variety of mechanical, 
optical and electrical properties, leading to wide applications including medical implant, 
semiconductors, batteries and more.[47]  
 
Figure 2-11: Illustration of the CNT nanostructure.[47]  
 
CNT has been extensively studied as a field emitter. The main reason is that CNT has a 
high aspect ratio, which allows the electron tunneling the energy barrier more easily and makes 
the field emission to be naturally enhanced. CNT field emitter presents many advantages over 
thermionic emission. First, CNT field emitters do not require heating to generate electron, which 
is more energy efficient and produces more stable electron focusing. The cold nature of field 
emission also simplifies the cooling system design. Secondly, CNT field emitter could be 
electronically switched on and off, which is faster than the thermionic emitter and eliminates the 
need of a mechanical shutter. Finally, the CNT field emitter has more compact design over the 
thermionic emitter, and theoretically generate less outgassing which would contaminate the 
vacuum chamber. 
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Figure 2-12: A schematic diagram of the triode-type field emission x-ray source. Electron emission 
controlled by the voltage applied to the SWNTs. Electrons accelerate inside the vacuum chamber 
and x-rays are generated when accelerated electrons hit the copper target.[48] 
  
Our lab developed the first CNT-based x-ray source using a cold cathode made of 
SWNTs.[48] A systematic diagram of the first CNT-based radiography system is shown in Figure 
2-12. The source target was made of copper, and the anode voltage was set to be 14 kV. The whole 
assembling was sealed inside a vacuum chamber. Over the past decade, our lab has developed 
several CNT-based x-ray source and source array with various source voltage, focal spot size, and 
tube output for different applications, including micro-CT system,[49]–[51] microbeam 
radiotherapy system,[52], [53] stationary CT system,[54] stationary digital breast tomosynthesis 
system,[9], [10], [55] stationary digital chest tomosynthesis system and the stationary intraoral 
tomosynthesis system.[2], [8] Figure 2-13(a) shows a micro-CT system using a CNT-based x-ray 
source, and Figure 2-13(b) shows a desktop microbeam radiotherapy system using CNT-based x-
ray sources.  
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Figure 2-13: (a) A micro-CT system using a CNT-based x-ray source. (b) a desktop microbeam 
radiation therapy system with CNT-based x-ray sources. 
 
2.2.3 Stationary Digital Tomosynthesis 
As mentioned previously, the mechanical translating gantry used in DTS has several 
drawbacks, it slows down the scanning speed and introduces source motion blur. Based on the 
field emission technique, our lab developed a stationary digital tomosynthesis (s-DTS) technology, 
where the sources stay stationary during the scan. As shown in Figure 2-14, in s-DTS, the moving 
gantry and the “hot” x-ray source are replaced by a “cold” source module made with multiple 
CNT-based x-ray sources. All CNT-based x-ray sources are fixed on the source ensemble, each 
CNT-based x-ray source or focal spot has its unique spatial position on the source ensemble and it 
is responsible for one projection images. During the scan, x-rays are fired sequentially from the 
first focal spot to the last focal spot, and each firing from a focal spot creates a projection image 
with the unique source position. Due to the compact size of the CNT-based x-ray source, it is 
relatively easy to pack multiple CNT-based sources in a flexible geometry that is hard to achieve 
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with the translating gantry. For instance, we have developed a source ensemble with crossing lines 
geometry where two linear arrays of sources crossed at the middle, and a square-shaped source 
array where sources are distributed along the edge of the square. 
 
Figure 2-14: Schematic of stationary digital tomosynthesis using CNT-based x-ray source array. 
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Figure 2-15: (a) A picture of the stationary digital breast tomosynthesis system. The linear source 
array with CNT-based x-ray sources is retrofitted onto a Hologic Selenia Dimensions 
tomosynthesis system.  
 
Based on the clinical applications, three s-DTS systems have been developed in our lab: 
the stationary digital breast tomosynthesis, the stationary chest tomosynthesis, and the stationary 
intraoral tomosynthesis. Pictures of s-DBT and s-DCT are shown in Figure 2-15. Each 
tomosynthesis system targets a unique clinical application. As a result, the x-ray sources used in 
each system are designed to have different tube voltage, tube current, and focal spot size. For 
example, the source voltage in s-DBT is around 35 kVp, while that in s-DCT is 80 kVp. Despite 
all the difference, all s-DTS systems use a linear-sources design, where all focal spots are 
distributed along a line that is parallel to the detector. It makes the manufacturing of the source 
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array much easier, and also, as we will discuss later, allows a unique way to reconstruct images 
which turns out to be significantly faster than the conventional reconstruction algorithms.  
s-DTS has a couple advantages over conventional DTS: first, the source motion, as well as 
the induced image blur are eliminated in s-DTS, resulting in an improved image resolution at the 
same detector and source focal spot; second, by eliminating the gantry motion in DTS, the total 
scanning time reduces in s-DCT. Consequently, the patient motion blur is also reduced; thirdly, 
each CNT-based x-ray source is electronically switched on and off, this enables precise control of 
the x-ray firing and makes s-DTS capable of cardiac gated imaging; fourthly, the fixed source 
array enables a simpler and a more portable system design. 
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CHAPTER 3: Image Reconstruction 
 
Image reconstruction is a crucial part for 3D imaging modalities, including CT and DTS, 
as it converts the 2D raw data to nice 3D images and directly affects the quality of the images used 
for disease diagnosis.  In this chapter, we will briefly introduce the fundamentals of image 
reconstruction, the system modeling including basis function, forward and back projection. We 
will then walk through different reconstruction methods, from the analytical filtered back 
projection method to the algebraic iterative reconstruction method, and finally, the statistical 
iterative reconstruction method which works extremely well for low dose and under-sampling 
image reconstruction problems. Since most reconstruction algorithms are originally developed 
with the assumption of complete sampling, we will introduce the concept of each reconstruction 
method in the context of CT reconstruction.  
 
3.1 System Modelling 
3.1.1 Linearization 
As Beer’s law suggests, the x-ray imaging is a non-linear process since the number of x-
ray photons decreases exponentially as the x-rays pass through materials. Solving this non-linear 
problem is typically much harder than solving a linear problem. Therefore, many reconstruction 
algorithms, including the famous FBP algorithm, first convert the imaging process to a linear 
system and then solve the linear problem. Note that the Beer’s law (Equation 2-2) states an 
exponential decay of the x-ray beam intensity, thus, the linearization can be achieved by applying 
a logarithmic transformation to both the blank data 𝑰0, a measurement of x-ray beam intensity 
without any attenuation, and the raw data 𝑰: 
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ln(𝑰) = ln(𝑰𝟎𝒆
− ∑ 𝝁𝒊𝒙𝒊𝒊 ) 
ln 𝑰 = ln 𝑰0 ∙ (− ∑ 𝝁𝒊𝒙𝒊
𝒊
) 
ln (
𝑰0
𝑰
) = ∑ 𝝁𝒊𝒙𝒊
𝒊
 . 
(3-1) 
The result of the linearization is often called a line integral image, where the photon counts in the 
raw data are converted to a summation of the linear attenuation coefficients for each source 
detector pair.  
It should be noted that some reconstruction algorithms, e.g. the Maximum Likelihood 
Expectation Maximization algorithm, do not require the linearization step and uses photon counts 
during the reconstruction.[56], [57] Although these methods model the system more accurately, 
they generally run slower than those algorithms require linearization. In this thesis, I will focus on 
the group of reconstruction methods that requires linearization, and the measurement or the 
measured data mentioned shown later in the thesis refers to the projection data after the logarithmic 
transformation. 
 
3.1.2 Basis Function 
Inside the computer, all data is stored and processed in discretized digits. A continuous 
attenuation image 𝜇(𝒓), therefore, is discretized in both space and intensity. While the intensity of 
the linear attenuation is discretized into a fixed precision (i.e. single precision or double precision), 
the space is discretized using a set of basis functions {𝑏𝑖(𝒓) ∶ 𝑖 = 1, … , 𝑛𝑣}: 
𝜇(𝑟) ≈ ∑ 𝜇𝑖𝑏𝑖(𝑟)
𝑛𝑣
𝑖=1
. (3-2) 
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where 𝑛𝑣 is the number of basis functions. The more basis functions used, the more accurate will 
be the discretization. Substituting the above expression for 𝜇(𝒓) to Equation 3-3, we will have: 
∫ 𝜇(𝑟)𝑑𝑟
𝑙
≈ ∫ ∑ 𝜇𝑖𝑏𝑖(𝑟)𝑑𝑟
𝑛𝑣
𝑖=1𝑙
= ∑ 𝜇𝑖 ∫ 𝑏𝑖(𝑟)𝑑𝑟
𝑙
𝑛𝑣
𝑖=1
 
= ∑ 𝐴𝑖𝑗𝜇𝑖
𝑛𝑣
𝑖=1
≡ 𝐀𝝁, 
(3-3) 
and 
A𝑖𝑗 = ∫ b𝑖(r)dr
l
. (3-4) 
The matrix 𝐀 in Equation 3-3 is called the system matrix or the system model, as it describes the 
imaging process. Applying the system matrix 𝐀 on the image 𝝁 is called a forward projection, as 
it projects 𝜇(𝒓) to the measured data. On the other hand, applying the transpose of the system 
matrix 𝐀𝑇 on a data vector is called a back projection and it is often used to update the current 
estimation of 𝜇 . Forward projection and back projection are two key elements in the image 
reconstruction, they consume the most of the computation time in iterative reconstruction methods.  
Basis function determines the accuracy of the discrete representation of the continuous 
object. In addition, basis function affects the implementation of the system model and the 
convergence rate of the iterative reconstruction algorithms. It is preferred to use basis function that 
is computationally efficient without scarifying the representation accuracy. Pixel (or voxel for 3D 
images) is a widely used basis which represents a continuous image with a rectangle function as 
shown in Figure 3-1(a): 
𝑏(𝑟) = {
1,                |𝑟 − 𝑟0| < 𝑝/2 
0,                         𝑜𝑡ℎ𝑒𝑟𝑤𝑖𝑠𝑒
 , (3-5) 
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where p is the pixel size. Pixel basis is simple and computationally inexpensive. With pixel basis, 
several computationally efficient projection models have been developed, including pixel-driven 
model, ray-driven model, distance driven model, separate footprint model, and Fourier space 
model. Pixel basis is not smooth, as shown in Figure 3-1(b). Furthermore, as the Fourier transform 
of a rectangle function has a large side-lobe amplitude, pixel basis could amplify errors. 
 
Figure 3-1: (a) Line profile of the rectangle function used in pixel basis with the pixel size of 1. 
(b) a smooth signal that is represented with pixel basis. [58] 
 
 
Figure 3-2: (a) Profile of a blob function. (b) Signal represented with blobs. [58] 
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Smooth basis functions, such as blobs and B-splines, have been proposed as attractive 
alternatives. Introduced by Lewitt,[59] the Kaiser-Bessel basis functions (blobs) are spherically 
symmetric function as shown in Figure 3-2(a): 
𝑏(𝑟) = {
𝐼𝑚 (𝛼√1 − (𝑟 𝑎⁄ )2)
𝐼𝑚(𝛼)
(√1 − (𝑟 𝑎⁄ )2)
𝑚
, 0 < 𝑟 < 𝑎 
0,                                                                              𝑜𝑡ℎ𝑒𝑟𝑤𝑖𝑠𝑒
. (3-6) 
where 𝐼𝑚 is a modified Kaiser-Bessel function of order m, r is the radial distance. 𝛼 is a parameter 
that controls the shape of the blob, a smaller 𝛼 will result a fatter shape of the blob. a is the radius 
of the blob. A blob with larger radius would lead to more overlaps with neighboring blobs and 
consequently more expensive computation.  
 
3.1.3 Pixel-driven Method 
 The pixel-driven (PD) model is the first proposed projection method for CT 
reconstruction.[60] As shown in Figure 3-3, in PD projection model, both the image voxel and the 
detector pixel are modeled as points. Each image voxel, shown as 𝑃12 in Figure 3-3, is projected 
onto the detector, which is indicated as a red dot in Figure 3-3. The contribution of the attenuation 
from this pixel to the detector pixels, 𝐷23 and 𝐷34, is inverse proportional to the distance between 
the intersection point and the detector pixels. A linear (1D case) or bi-linear (2D case) interpolation 
is typically used to compute the weighting. Similarly, for back projection, a detector pixel is back 
projected, based on the imaging angle, onto the image space. Based on the distance between the 
intersection point and its surrounding voxels, an interpolation is perform and the weightings are 
calculated. PD forward and back projector will introduce high-frequency artifact to the 
reconstruction images, thus, it should be avoid in the iterative reconstruction. This model, 
however, is preferred in FBP algorithm since it is computationally inexpensive and the errors 
introduced by the projector is not severe as FBP has only one back projection. Improvements on 
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PD model, such as reducing the size of the voxel, have been investigated, which were shown to 
reduce the aliasing artifact but with a more expensive computation.  
 
Figure 3-3: Pixel-driven forward and back projector. [58] 
 
3.2 Analytical Image Reconstruction 
3.2.1 Radon Transform 
 The x-ray project a high dimensional object to a lower dimensional detector measurement, 
this process is mathematically described by the Radon transform, which was introduced in 1917 
by Johan Radon. More strictly, the Radon transform is the integral transform which takes a high 
dimensional function f to a low dimensional function 𝑅(𝑓). The Radon transform is schematically 
illustrated in Figure 3-4. A function 𝑓(𝑥, 𝑦) which represents the imaged object is defined in x-y 
coordinate, a line integral 𝐿(𝜃, 𝑡), which represents the an x-ray beam, is performed at an angle 𝜃 
with respect to the positive y axis to the detector, the detector measured multiple line integrals and 
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the detector function 𝑝𝜃(𝑡) is obtained. We say the detector function 𝑝𝜃(𝑡) is the Radon transform 
of the function 𝑓(𝑥, 𝑦): 
ℛ𝑓(𝜃, 𝑡) = ∫ 𝑓(𝑥, 𝑦)𝑑𝑠
𝐿(𝜃,𝑡)
= 𝑝𝜃(𝑡). (3-7) 
The 𝑥-𝑦 and the 𝜃-𝑡 follows the relationship: 
𝑥 cos 𝜃 + 𝑦 sin 𝜃 = 𝑡. (3-8) 
 
Figure 3-4: Schematic illustration of Radon transform.[61] 
The detector function 𝑝𝜃(𝑡) at each imaging/integral angle 𝜃 is called an x-ray projection. 
If we measure the detector functions 𝑝𝜃(𝑡) over all imaging angles and combine them together 
into a single graph, we will obtain the full representation of the Radon transform, also called 
sinogram. The name “sino-” comes from the fact that a point signal will appears like a sinusoidal 
curve in the sinogram and the whole sinogram is a combination of multiple sinusoidal-like curves. 
  
37 
An example of sinogram from a Shepp-Logan phantom is shown in Figure 3-5.  
In practice, only limited number of projection images are acquired during one CT scan, 
which varies from one hundred to three hundred projections, and there is a small gap between two 
projections. In addition, the detector function 𝑝𝜃(𝑡) will be discretized to pixels, which have a 
finite size.  Therefore, the continuous Radon transform becomes a discretized format, shown as: 
𝑝𝑖 =
1
∆𝑡
∫ ℛ𝑓(𝜃, 𝑡 + 𝑡′)𝑑𝑡′
∆𝑡 2⁄
−∆𝑡 2⁄
. 
(3-9) 
 
Figure 3-5: (a) Shepp-Logan phantom. (b) The sinogram of the Shepp-Logan phantom.  
 
3.2.2 Fourier Slice Theorem 
From the Radon transform, we can derive an important theorem, called Fourier slice 
theorem or projection slice theorem, which is the fundamental of all analytical reconstruction 
algorithms. The Fourier slice theorem states that the Fourier transform of a detector function 𝑝𝜃(𝑡), 
which is the Radon transform of the function 𝑓(𝑥, 𝑦) at an imaging angle of 𝜃, is indeed the same 
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as the line profile of the Fourier transform of the same object function 𝑓(𝑥, 𝑦), as illustrated in 
Figure 3-6.[61] Fourier slice theorem indicates a connection between the low dimension detector 
function and the high dimension object function through Fourier transform, thus it provides a way 
to restore the object function from the measurements.  
  
Figure 3-6: Schematic illustration of the Fourier slice theorem. The radon transform 𝑝𝜃(𝑡) of a 
function 𝑓(𝑥, 𝑦) is equaled to the line profile of the Fourier transform of the same function at the 
angle 𝜃.[61] 
 
The Fourier slice theorem can be proved as the following. Consider the Fourier transform 
of the object function 𝑓(𝑥, 𝑦): 
ℱ(𝜁, 𝜂) = ∫ ∫  𝑓(𝑥, 𝑦)𝑒−𝑖2𝜋(𝜁𝑥 + 𝜂𝑦)𝑑𝑥𝑑𝑦
∞
−∞
∞
−∞
, 
(3-10) 
where ℱ(𝜁, 𝜂) is the Fourier transform of the object function 𝑓(𝑥, 𝑦), and 𝜁, 𝜂 is the coordinate of 
the Fourier space. Remember the Fourier transform of the detector function 𝑝𝜃(𝑡) is: 
Ρ(𝜔) = ∫ 𝑝𝜃(𝑡)𝑒
−𝑖2𝜋𝜔𝑡𝑑𝑡
∞
−∞
, 
(3-11) 
where Ρ(𝜔) is the Fourier transform of the detector function 𝑝𝜃(𝑡). Substitute Equation 3-7 and 
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3-8 into Equation 3-11, we obtain: 
Ρ(𝜔) = ∫ ∫  𝑓(𝑥, 𝑦)𝑒−𝑖2𝜋𝜔(𝑥 cos 𝜃+𝑦 sin 𝜃)𝑑𝑥𝑑𝑦
∞
−∞
∞
−∞
 
= ℱ(𝜔 cos 𝜃 , 𝜔 sin 𝜃). 
(3-12) 
Since ℱ(𝜔 cos 𝜃 , 𝜔 sin 𝜃) is the line profile of the ℱ(𝜁, 𝜂) at the angle 𝜃, the Fourier slice theorem 
is proved.  
 
3.2.3 Reconstruction Based on Fourier Slice Theorem 
Based on the Fourier slice theorem, one can Fourier transform each projection in the 
sinogram, map the results to the Fourier space in the polar coordinate, then interpolate the Fourier 
space to find the values of Fourier space in Cartesian coordinate, and finally perform an inverse 
Fourier transform to obtain the original image. However, this approach has two main drawbacks: 
first, the interpolation that transforms the polar coordinate to the Cartesian coordinate is prone to 
errors. Second, the Fourier space is well-sampled in the low-frequency regions but not in the high-
frequency region. This would result in a loss of high-frequency information in the original image 
and introduce image blur. To fix this problem, several Fourier projectors have been investigated. 
Fessler proposed a non-uniform fast Fourier transform, in which the inverse Fourier transform in 
the last step is performed on a non-uniform grid.[62]–[64] An iterative reconstruction algorithm is 
also developed based on the pseudo-polar fast Fourier transform, as shown in Figure 3-7.[65] 
These algorithms produce better image quality than the original Fourier-based method, however, 
they are computationally more demanding or hard to adapt to complex imaging geometries such 
as the helical CT scan.  
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Figure 3-7: Schematic illustration of (a) Pseodopolar fast Fourier transform, (b) iterative 
reconstruction with constraints based on the Fourier slice theorem.[65]  
 
3.2.4 Filtered Back Projection 
Filtered back projection (FBP) is another image reconstruction method that is also based 
on the Fourier slice theorem but avoids the drawbacks of direct interpolation on the Fourier 
sampling space. There are two steps in FBP method: filtering and back projection (BP). The 
filtering can either be performed on the object image after BP or on the detector function before 
BP. However, most FBP algorithms apply filtering on the measurement data, which is more 
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efficient and computationally faster. The filtered back projection algorithm can be derived using 
the Fourier slice theorem. Mathematically, BP is a summation of detector functions over all 
imaging angles, and it can be expressed as: 
𝑓𝐵𝑃(𝑥, 𝑦) = ∫ 𝑝𝜃(𝑡)𝑑𝜃
2𝜋
0
= ∫ 𝑝𝜃(𝑥 cos 𝜃 + 𝑦 sin 𝜃)𝑑𝜃
2𝜋
0
. (3-13) 
where 𝑓𝐵𝑃(𝑥, 𝑦) is the image obtained by BP the detector function 𝑝𝜃(𝑡). We can then substitute 
the detector function 𝑝𝜃(𝑡) with its Fourier transform 𝑝𝜃(𝑡) = ℱ
−1(Ρ(𝜔)) and obtained: 
𝑓𝐵𝑃(𝑥, 𝑦) = ∫ 𝑝𝜃(𝑡)𝑑𝜃
2𝜋
0
= ∫ ℱ−1(Ρ(𝜔))𝑑𝜃
2𝜋
0
 
=  ∫ ℱ−1(ℱ(𝜔 cos 𝜃 , 𝜔 sin 𝜃))𝑑𝜃
2𝜋
0
 
= ∫ ∫ ℱ(𝜔 cos 𝜃 , 𝜔 sin 𝜃)𝑒𝑖2𝜋𝜔𝑡𝑑𝜔𝑑𝜃
∞
−∞
2𝜋
0
 
= ∫ ∫ ℱ(𝜁, 𝜂)𝑒𝑖2𝜋(𝜁𝑥 + 𝜂𝑦)𝑑𝜔𝑑𝜃
∞
−∞
,
2𝜋
0
 
(3-14) 
where we also used the Fourier slice theorem: Ρ(𝜔) = ℱ(𝜔 cos 𝜃 , 𝜔 sin 𝜃) and the coordinate 
transformation 𝑡 = 𝑥 cos 𝜃 + 𝑦 sin 𝜃 . Note that the Fourier transform of the original object 
function is: 
𝑓(𝑥, 𝑦) = ∫ ∫ ℱ(𝜁, 𝜂)𝑒𝑖2𝜋(𝜁𝑥 + 𝜂𝑦)𝑑𝑥𝑑𝑦
∞
−∞
∞
−∞
. (3-15) 
Equation 3-15 is surprisingly similar to this expression, except that Equation 3-14 is written in 
polar coordinate. We then transform the Cartesian coordinate in Equation 3-15 to the polar 
coordinate and obtain:  
𝑓(𝑥, 𝑦) = ∫ ∫ ℱ(𝜁, 𝜂)𝑒𝑖2𝜋(𝜁𝑥 + 𝜂𝑦)𝜔𝑑𝜔𝑑𝜃
∞
−∞
2𝜋
0
 
(3-16) 
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= ∫ (∫ ℱ(𝜁, 𝜂)𝑒𝑖2𝜋(𝜁𝑥 + 𝜂𝑦)𝜔𝑑𝜔
∞
−∞
)
2𝜋
0
𝑑𝜃 
= ∫ ℱ−1(Ρ(𝜔)̃)𝑑𝜃
2𝜋
0
= 𝑓𝐹𝐵𝑃(𝑥, 𝑦), 
where Ρ(𝜔)̃ is the filtered Ρ(𝜔) on the Fourier space: 
Ρ(𝜔)̃ = Ρ(𝜔) ∙ |𝜔|. (3-17) 
Equation 3-16 and 3-17 suggests that the image obtained from BP is a blurred version of 
the original object function 𝑓(𝑥, 𝑦). By filtering the detector function 𝑝𝜃(𝑡) on the Fourier domain 
and then BP the result, an exact solution of the original object function will be obtained, and this 
is the exactly how FBP reconstructs images. Equation 3-16 also suggests that a filtering can be 
done after the BP, however, it is rarely implemented for computational speed reason.  
The filter design is critical in FBP, as it strongly affects the reconstruction image quality. 
A high-pass ramp filter with a cut-off frequency is often used in FBP, which is defined as: 
ℎ(𝜔) = {
|𝜔|, |𝜔| < 𝜔0
0,             |𝜔| ≥ 𝜔0
, (3-18) 
where 𝜔0 is the cut-off frequency that controls how much high-frequency information is passed to 
the final reconstruction images. Generally, a larger cut-off frequency would result a better spatial 
resolution, but at the same time the high-frequency noise also increases. In contrast, a small cut-
off frequency would reduce the noise in the reconstruction image, however, it reduces the image 
resolution as well and the reconstruction will look blurry. Examples of filters used in FBP are 
BlackMan filter, Butterworth filter, Cosine filter, Hamming filter, Shepp-Logan filter and RamLak 
filter. Each filter has different shape and different cut-off frequency, which changes the image 
characteristic at different frequencies. The filter performance is application dependent (noise level 
in the raw data and imaging geometry). In certain applications, some filters might perform better 
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than the other. With that being said, despite different designs, all filters have to trade off one or 
the other between the image resolution and the image noise. A collection of FBP filters are shown 
in Figure 3-8.[66] 
 
Figure 3-8: A collection of filters used in FBP. [66]  
 
For many years, FBP is the predominant image reconstruction algorithm, it generates sharp 
images within a reasonable time. Nowadays, it is still widely used in many CT and DTS systems. 
Thanks to the fast Fourier transform, FBP algorithm is computationally efficient, and doctors can 
see the reconstruction images in a short time. However, as an analytical method, FBP requires a 
sufficient sampling size, which should be above the Nyquist rate and it assumes no noise in the 
raw data. These two conditions ensure the accuracy of the FBP reconstruction, however, they could 
be hard to achieve in certain clinical applications. For example, the number of projection images 
in tomosynthesis imaging is far below than the Nyquist requirement, and image noise always exists 
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in the raw data especially with low dose imaging. Currently, with the increasing concerns of 
radiation-induced cancer, tremendous effects are made on developing low dose clinical protocols 
and imaging techniques, where the image noise can no longer be ignored and/or the projection data 
becomes insufficient. This facilitates the development of a new reconstruction method which 
produces better images with noisy and/or insufficient data. 
 
3.3 Algebraic Reconstruction Methods 
3.3.1 Kaczmarz’s Method 
Algebraic reconstruction methods are a group of methods that solve the reconstruction 
problem numerically and iteratively. In contrast to FBP or Fourier filtering method, which is based 
on an exact mathematical solution, the algebraic reconstruction method models the imaging system 
as a system of linear equations (after linearizing the raw data): 
𝑨𝒙 = 𝒃 + 𝜺, (3-19) 
where x is the unknown attenuation image to be solved (in another word, 𝜇(𝒓)), A is the system 
matrix, which models the interaction between x-rays and the object, b is the measured data 
recorded on the detector (a collection of 𝑝𝜃(𝑡) over all imaging angle 𝜃), and 𝜀  is the noise. 
Consequently, the reconstruction problem becomes finding the solution 𝑥  of a set of linear 
equations: 𝑨𝒙 − 𝒃 = 0, which is totally algebraic.  
At first glance, it might seem that Equation 3-19 could be solved by simply applying the 
inverse of matrix A on both sides of the equation. In practice, however, it is rarely done due to two 
reasons: first, the reconstruction is a large size inverse problem. The system matrix A is a sparse 
matrix, whose size can go up to the order of 1017, which makes it impractical to store the matrix in 
memory and computationally quite expensive to compute the inverse of A matrix and then solve 
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the problem in one step using 𝑥 = 𝐴−1𝑏. Secondly, the inverse of the system matrix generally does 
not exist, such as the case in the tomosynthesis. In fact, the system matrix for many imaging 
geometries does not have a full row/column rank, which is the necessary and sufficient condition 
for an inverse matrix to be exist.  
A more general way to solve this linear system of equations is using iterative algorithms, 
where a coarse initial guess is iteratively updated and finally converges to the true solution after 
several iterations. Historically, this problem was first studied by Polish mathematician Stefan 
Kaczmarz and the Italian mathematician Gianfranco Cimmino in the early 20th century, both 
independently developed iterative algorithms for solving linear systems of equations. In 1970, the 
Kaczmarz method was rediscovered by Gordon et al.[67] and be applied to 3D image 
reconstruction with the new name of algebraic reconstruction technique (ART). Later Hounsfield 
included this method in his patent of the first CT-scanner.[68] Since then, numerous variants of 
the ART methods have been developed and used for tomographic image reconstruction 
problem.[69]–[72]  
ART is computationally intense, as it iterates through all equations in the linear system. 
The computation time for ART can be up to two magnitudes of that for FBP algorithm. However, 
ART is more flexible on imaging geometry than FBP. ART works quite well in clinical protocols 
such as digital tomosynthesis, where the number of projection images is far from sufficient. It has 
been shown that ART type reconstruction algorithms produce better reconstruction images over 
FBP in limited-angle and limited-projection CT.[13], [15]  
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3.3.2 Algebraic Reconstruction Technique (ART) 
In Equation 3-19, each row in the system matrix A together with unknown object function 
x forms a linear equation. ART treats these equations sequentially from the top of the matrix to the 
bottom and updates the solution after evaluating each equation. The updating step can be expressed 
as: 
𝒙𝒌,𝒊 = 𝒙𝒌,𝒊−𝟏 + 𝜆𝑘𝑨𝒊
𝑻 𝒃𝒊 − 𝑨𝒊𝒙
‖𝑨𝒊‖𝟐
𝟐 , (3-20) 
where k, i, 𝜆𝑘, 𝑨𝒊, 𝒃𝒊, ‖𝑨𝒊‖𝟐
𝟐 are the current number of iteration, the index of current update, the 
relaxation parameter, the i-th row of the system matrix, the i-th element in the measurement, and 
the square of the L-2 norm of 𝐴𝑖, respectively. 𝒃𝒊 − 𝑨𝒊𝒙 is the error of the current guess, it is 
normalized by 1 ‖𝑨𝒊‖𝟐
𝟐⁄  and back project to x. The relaxation parameter controls the speed of the 
convergence, it stabilizes the convergence when the update term is either too large or too small. In 
the absence of noise, it has been proven mathematically that the solution of Equation 3-23 
converges when 0 < 𝜆𝑘 < 2, and the solution converges to the solution of minimum L-2 norm 
when 𝑥0 ∈ ℛ(𝐴𝑇).[73] 
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Figure 3-9: Principle of the ART method.[74] 
 
 The principle of ART is iteratively projecting solution onto the hyperplanes and finding 
the solution where all hyperplanes intersect. Figure 3-9 illustrates a case of two linear equations 
with two unknown variables (𝑓1, 𝑓2). At the beginning, an initial “guess” is made at position 0 in 
the space. It is then projected to the first plane: 𝑅11𝑓1 + 𝑅12𝑓2 = 𝑃1 at position 1. After that, the 
error, which is the difference between the true solution and the position 1, is projected to the second 
plane: 𝑅21𝑓1 + 𝑅22𝑓2 = 𝑃2 at postion 2, and again the error term is calculated and back project to 
plane 1. This process goes back and forth until the solution converges or the stopping criteria is 
meet. 
 In the original Kaczmarz method, the relaxation parameter 𝜆𝑘 is set to be 1 and the order 
of each update step is sequential, from the first row to the last row. Other update schemes have 
proposed, such as symmetric Kaczmarz and randomized Kaczmarz to accelerate the convergence 
of the method. [75], [76] 
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3.2.3 Simultaneous ART methods 
The original Kaczmarz method is slow due to the large number of accesses to update the 
solution. Soon it is realized that the update steps can be grouped to speed up the computation 
(similar to the original Cimmino’s method). Many algorithms have been developed based on this 
idea, including the famous simultaneous algebraic reconstruction technique (SART), and the 
simultaneous iterative reconstruction technique (SIRT). The update step in the simultaneous ART 
methods can be generalized as: 
𝒙𝑘+1 = 𝒙𝑘 + 𝜆𝑘𝑫𝑐
−𝟏𝑨𝑻𝑫𝑟
−𝟏(𝒃 − 𝑨𝒙𝑘), (3-21) 
where 𝐷𝑐 and 𝐷𝑟 are diagonal matrice defined as the column and the row sum of the system matrix 
A: 
𝑫𝒄 = 𝑑𝑖𝑎𝑔 (‖𝒂𝒋‖𝟏),    𝑫𝒓 = 𝑑𝑖𝑎𝑔 (‖𝒂
𝒊‖
𝟏
). (3-22) 
where i, j represent the row and the column index, respectively. In SIRT, the solution is updated 
after all projections are considered; while in SART, the solution is updated after each projection. 
It is demonstrated that SART has a faster convergence speed than SIRT, however, the images 
reconstructed by SART have a higher noise level and they are not as smooth as those reconstructed 
by SIRT.  
The order of projection data used to update the solution will strongly affect the convergence 
speed of the SART method. It is known that the sequential update, in which the order of projection 
update is the same as the order of imaging process, has the slowest convergence. Many update 
schemes have been proposed to improve the convergence speed of SART. [77]–[79] van Dijke 
proposed to use a random permutation of the projection order. A constant angular increment 
determined by golden ratio is proposed by Kohler.[80] Mueller proposed using a weighted distance 
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scheme which minimizes the correlation between used projections.[81]–[83] Guan proposed to use 
a multilevel scheme which minimizes the geometrical correlation between projection data and use 
the least correlated projection to update the solution.[77] In summary, all proposed update schemes 
speed up the convergence of SART by minimizing the correlation between the two adjacent 
projection updates. Depends on the imaging geometry, the performance of various update schemes 
might varies on different imaging systems.  
 
3.4 Statistical Iterative Reconstruction 
3.4.1 Overview of SIR 
Statistical iterative reconstruction (SIR) is another group of iterative algorithms that solve 
the reconstruction problem iteratively. What sets SIR apart from the classical ART methods is that 
SIR models the noise in the imaging process and takes the prior knowledge of the imaged object 
into consideration. More importantly, the SIR is formed under an optimization framework, where 
the goal is to find the optimized solution rather than the exact solution. The optimization 
framework used in SIR is a more powerful tool than the algebraic approach used in ART methods, 
it offers flexibility on more sophisticated system modeling. 
A SIR method consists two parts: the objective function, or cost function, and the algorithm 
that minimizes the objective function. The physical characteristics of the imaging system, the 
characteristics of the imaged object, the detector measurement of a scan, and the imaging system 
settings are all modeled as different parts in the objective function. The objective function maps 
the reconstruction images into the real numbers, which are used to evaluate the quality of the 
reconstruction. The objective function is designed in such way that the solution at its minimum is 
close to the true image of patient’s anatomy. The algorithm is a numerical solver that minimized 
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the objective function. Similar to the algebraic approaches in ART methods, most algorithms in 
SIR are iterative.  
 
3.4.2 Noise Modeling 
The noise present in the measurement is usually modeled using a probability density 
function. Other physical processes, such as detector afterglow, detector off-gain correction, are 
typical pre-corrected in the sinogram before reconstruction. The noise statistics depends on the 
physical processes, which varies on different imaging systems, however, there are two popular 
noise models that are generally used in SIR: (1) Compound Poisson noise, and (2) Compound 
Poisson noise with Gaussian readout noise.  
In the compound Poisson noise model, the observation 𝑏𝑖 for the source-detector-pair i is 
modeled as: 
𝒃𝒊 ~𝑃𝑜𝑖𝑠𝑠𝑜𝑛(𝒄𝒊𝒆
−[𝑨𝒙]𝒊) + 𝒓𝒊, (3-23) 
where 𝒄𝒊 is the unattenuated beam intensity for source-detector-pair i (blank scan count), and 𝒓𝒊 is 
the corresponding read-out noise and scatter.  
For the compound Poisson noise with Gaussian read-out noise, a weighted least square 
(WLS) model can be used, where the negative log-likelihood of Poisson noise model is 
approximated and replaced with a quadratic function. The photon counts is replaced with the 
attenuation line integral variable 𝑙𝑖  in the WLS model: 𝒍𝑖 ≡ ln (
𝒄𝑖 − 𝒓𝑖
𝒃𝑖
⁄ ) . In the quadratic 
approximation, the 𝒍𝑖  follows a normal distribution with the mean of [𝑨𝒙]𝒊  and variance of 
𝒃𝒊 (𝒃𝒊 − 𝒓𝑖)
2⁄ . Thus, the WLS model can be expressed as: 
𝒍𝑖 ~𝒩([𝑨𝒙]𝑖,   𝒃𝑖 (𝒃𝑖 − 𝒓𝑖)
𝟐⁄  ), (3-24) 
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Practically, the quadratic function is easier to solve than the likelihood function as many 
fast numerical solvers have already developed for this problem. Consequently, many SIR methods 
use this compound Poisson noise with Gaussian read-out noise model.  
 
3.4.3 Formation of Objective Function with Regularization 
The cost function consists the negative log-likelihood function, which is computed using 
the probability density function from the statistical model. In addition, a penalty function, or a 
Bayesian prior of the images, is added to the cost function. The penalty function is used to model 
the physics of the imaged object, including but not limited to, the smoothness of the image, the 
edge preservation, the nonnegative image pixels and statistical prior of the images. Consequently, 
the cost function can be generalized as: 
Φ(𝒙) = −𝐿(𝒙) + 𝛽𝑅(𝒙), (3-25) 
where 𝑳(𝒙) is the log-likelihood function, which is also called the data fidelity term, 𝛽 is the 
weighting of the overall penalty, 𝑅(𝒙)  is the penalty function, which is also called the 
regularization. And the reconstruction image, 𝒙, is obtained by minimizing the cost function: 
𝒙 = 𝑎𝑟𝑔 min𝑥Φ(𝒙). (3-26) 
The log-likelihood function for the Poisson model and WLS model can be expressed as: 
 
−L(𝒙) = ∑ 𝒉𝒊([𝑨𝒙]𝒊)
𝒏
𝒊=𝟏
 
ℎ𝒊(𝒒𝒊) = {
𝒃?̅? − 𝒃𝒊 ln(𝒃?̅?) , 𝒃?̅? = 𝒄𝒊𝒆
−𝒒𝒊 + 𝒓𝒊, Poisson
1
2
𝒃𝒊(𝒒𝒊 − 𝒍𝒊)
2,                                              WLS
. 
(3-27) 
The regularization or penalty function has the general form: 
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𝑅(𝒙) = ∑ 𝜔𝜓([𝑫𝒙]𝑖) ∙ 𝜓([𝑫𝒙]𝑖)
𝒏
𝑘=1
, (3-28) 
where 𝑫 is an operator that maps the solution 𝒙 to a value in the sparse space. 𝜓(𝑡) is called the 
potential function, it controls the amount of regularization for a particular value in the sparse space 
projected by operator 𝑫. 𝜔𝜓(𝑡) is the weighting function. The penalty function is normally used 
to reduce noise and preserve edges in the reconstruction images. Although there exist many designs 
of the transformation function, an L-p norm is generally used as the transformation operator. 
Depends on the application, different p values could be used. For example, in discrete 
tomosynthesis, p can be set to 0 and 𝑫 becomes the L-0 norm. The penalty function in this case 
ensures that the number of non-negative voxel is sparse. For low-dose CT imaging, the p can be 
set to be between 1 and 2. When the p is 1, the penalty function becomes the total variation of the 
reconstruction images.  
The potential function 𝜓(𝑡)  could strongly influence the reconstructed images. For 
example, a quadratic potential function would suppress the noise in the reconstruction, but at the 
same time, it also blur the edges. Adaptive function, like Huber function, would be used to preserve 
the edges while still reducing the noise. Examples of often used potential functions and their 
weighting functions are shown in Table 3-1.[84]  
Table 3-1: Examples of potential functions and the corresponding weighting function.[84] 
Potential Function 𝜓(𝑡) 𝜔𝜓(𝑡) 
Quadratic 𝑡2 2⁄  1 
Huber {
𝑡2 2⁄                   |𝑡| ≤ 𝛿
𝛿|𝑡| − 𝛿2 2⁄      |𝑡| ≤ 𝛿
 {
1                  |𝑡| ≤ 𝛿
𝛿 |𝑡|⁄           |𝑡| ≤ 𝛿
 
Hyperbolic 𝛿[(1 + (𝑡 𝛿⁄ )2)1/2 − 1] 
1
(1 + (𝑡 𝛿⁄ )2)1/2
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The weighting 𝛽 controls the amount of the penalty in the overall cost, the value of which 
is usually determined empirically. If the observation is enough-sampled and has low noise level, 
then the regularization term should be small compared to the data fidelity term. Criteria, such as 
cross-validation, bias-variance trade-off, L-curves, and local-resolution, have been proposed to 
determine the proper 𝛽. In general, 𝛽 will depends on the quality of the observation, such as noise 
in the projection data, the number of the projections and completeness of the Fourier space, as well 
as the size of the patient.  
 
3.4.4 Minimization Algorithms 
The minimization algorithm minimizes the cost function in an iterative manner. In each 
iteration, the cost is reduced and a new solution that is closer to the true solution is obtained. The 
minimization process stops once the convergence criteria are met. The computation time of the 
minimization algorithm is the product of two variables: the number of iterations and the average 
time taken to execute one iteration. A faster convergence speed would lead to fewer iterations 
before the minimization meets the stopping criteria, and, consequently, reduces the computation 
time.  
A good initial guess is important if the cost function does not converge to a single global 
minimum. Quite often, a reconstruction image using FBP is used as an initial guess in the SIR. 
Although initial guess might not affect the final result in the case that the cost function is 
convergence, it is helpful to use a good initial guess as it would reduce the number of iterations 
and thus reduce the computation needed to find the cost function minimum.  
q-GGMRF[85] 
|𝑡|𝑝
1 + |𝑡 𝛿⁄ |𝑝−𝑞
 
|𝑡|𝑝−2
1 + |𝑡 𝛿⁄ |𝑝−𝑞
(𝑝 − (𝑝 − 𝑞)
|𝑡|𝑝−𝑞
1 + |𝑡 𝛿⁄ |𝑝−𝑞
) 
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Most minimization algorithms are based on the gradient. When the cost function is non-
differentiable, a differentiable approximation of the cost function can be used to compute the 
reconstruction. More generally, one can use the optimization transfer methods or MM algorithms 
to solve the optimization problem.[86] In optimization transfer methods, a surrogate of the cost 
function will be used. The surrogate function has a special property that the minimization of the 
surrogate function would lead to the minimization of the cost function, as such, the optimization 
problem of the original cost function becomes the optimization of the surrogate function. The 
surrogate function can take different forms, but typically it is designed to be a quadratic function 
for fast convergence and a guaranteed monotonicity. A quadratic surrogate also allows both 
unconstrained and constrained optimizations with many existing mathematical tools. A notable 
example of the optimization transfer methods is the expectation maximization (EM) algorithm, 
where a large number of surrogates can be used including the quadratic surrogate function.  
Ordered subset (OS) is a method that minimizes the cost function with an approximated 
gradient that computed from a subset of the observed data. Subsets are used in a cyclic order. When 
all the subsets are used, a new iteration starts and this process repeats itself. The theoretical 
foundation of the OS methods is an assumption called subset balance, in which the gradients 
computed from each subset are nearly the same. When this condition is valid, the gradient of the 
cost function computed using the complete observation would approximately equal to the gradient 
computed from a subset of the observation times the number of subsets. OS significantly reduces 
the size of gradient computation, and consequently, reduces the reconstruction time. However, OS 
is not monotonic, and thus it does not follow a stringent convergence because the gradient 
approximation would fail when the cost function is close to the true minimum. Recently, 
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convergent OS algorithms have been proposed. However, they have a large memory requirement 
which is impractical to use for the current imaging systems.[87], [88]  
When using the gradient to minimize the cost function, the direction of the gradient might 
not be the best search direction. Sometimes, the gradient even points to a direction away from the 
global minimum. Conjugate gradient (CG) is a minimization algorithm, in which the gradient at 
the current iteration and the descent direction at the previous iteration are used to the current 
descent direction. CG is based on the theory of the Krylov space method; it has a huge success in 
solving the symmetric positive definite optimization problem. A preconditioner can be used in CG 
method to reduce the complexity of the reconstruction problem, which leads to so-called 
preconditioned conjugate gradient algorithm (PCG). In PCG, the preconditioner is either an easily 
invertible matrix that approximates the Hessian matrix or an approximation of the inverse of the 
Hessian. Unlike OS, PCG is monotonic as long as a valid preconditioner is used.  
One unique minimization algorithm that is worth noting here is the iterative coordinate 
descent (ICD) algorithm, which, unlike other algorithms that update the whole solution in each 
iteration, updates one voxel at a time.[85], [89] Currently used in GE’s proprietary model-based 
iterative reconstruction software, ICD is one of the algorithms that have the highest convergence 
rate and is known to produce high-quality reconstruction images. However, ICD is not perfect. As 
ICD “randomly” choose a voxel to update, the memory access of ICD is not sequential. Therefore, 
the computation is hard to parallelize by either CPU or GPU. Currently, a GPU accelerated ICD 
algorithm is reported by grouping a patch of related voxels into a SuperVoxels. The algorithm is 
not fully automatic in the current version and it still requires manual tweaks for different imaging 
geometries.[90]   
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3.5 Tomosynthesis Reconstruction 
The tomosynthesis image reconstruction is similar to CT, except that tomosynthesis only 
has a limited number of projection images as well as angular coverage. The unique characteristic 
results in an incomplete Fourier space and thus a limited depth resolution. Figure 3-10 illustrates 
the influence of angular coverage on the final reconstruction images. All images are reconstructed 
using 120 projections with SIRT. The reconstruction images at small angular coverage, such as 8 
deg and 15 deg, are blurred with poor depth-resolution, and features with low contrast could hardly 
be identified. When the angular coverage increases, the depth resolution improves as well. It is not 
until 60 deg that the low contrast features start to show up in the reconstruction images. This 
characteristic also shows in the patient images. Figure 3-11 shows images of a patient with 
pulmonary nodules imaged by DXR, DCT, and CT. As can be seen, the DXR has the worst 
overlapping artifact. DCT provides some tissue separation and has less overlapping artifact over 
DXR. As a result, some pulmonary nodules that are not seen in DXR is shown in DCT. CT has no 
overlapping artifact, tissues at different depth are totally separated.  
 Due to insufficient observations, FBP algorithm could produce severe image artifacts with 
excessive noise for the tomosynthesis reconstruction. The iterative algorithm, on the other hand, 
works well with insufficient measurement as it seeks for the optimized solution rather than the 
exact solution. Studies have shown that iterative reconstruction produces better quality 
reconstruction than FBP algorithm.[13]–[15] However, iterative reconstruction algorithms are 
generally much slower than FBP. For DTS where typically a high-resolution detector is used, 
iterative reconstruction can take several hours to complete, which is impractical to use in a clinical 
setting that requires fast workflow.  
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Figure 3-10: (a) Reference image. Reconstruction images using simultaneous iterative 
reconstruction technique with 20 iterations (b) at 8 deg angular coverage, (c) at 15 deg angular 
coverage, (d) at 30 deg angular coverage, (e) at 60 deg angular coverage, (f) at 120 deg angular 
coverage. 
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Figure 3-11: Patient with pulmonary nodules imaged by (A) chest radiography, (B)-(C) digital 
chest tomosynthesis, (D) CT.[40] 
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CHAPTER 4: Linear Tomosynthesis Image Reconstruction and Processing 
 
In this chapter, a fast iterative reconstruction specifically designed for stationary digital 
tomosynthesis systems is discussed. The reconstruction algorithm, named adapted fan volume 
reconstruction (AFVR), breaks the 3D reconstruction problem in linear tomosynthesis into a series 
of 2D reconstruction, which significantly reduces the computation needed for iterative 
reconstruction and makes IR practical for clinical use. The AFVR algorithm is tested using both 
digital phantom as well as physical breast phantom on an s-DBT system. Then, the AFVR 
reconstruction is compared with FBP and the image quality is evaluated. Next, the 
implementations of AFVR on other s-DTS systems, including the s-DCT system and the s-IDT 
system are demonstrated. Finally, discussion and conclusion of the AFVR are discussed. In 
addition to the reconstruction method, I will discuss two artifact reduction techniques for both s-
DBT and s-DCT imaging as well as a preliminary study of synthetic mammography technique.  
 
4.1 Introduction 
Digital tomosynthesis (DTS) is a limited-angle tomographic technique, it generates pseudo 
three dimensional (3D) image at a radiographic dose level.[5] By producing a 3D image, DTS 
reduces the tissue overlapping artifact found on two dimensional (2D) radiographic images, 
consequently, it has an improved diagnostic accuracy over radiography. Due to the unique 
combination of radiation dose and diagnostic accuracy, DTS has gained tremendous interests as a 
promising imaging technique for early disease screening.[3], [41], [91]  Recently, several DTS 
  
60 
systems have been developed and used in clinics, including the digital breast tomosynthesis 
systems by Hologic and GE as well as the chest tomosynthesis developed by GE. Clinical studies 
had shown that DTS greatly improves the diagnostic accuracy of disease screening over the 
traditional radiography or mammography.[4], [32], [38], [41], [92], [93]  
A crucial step of tomosynthesis imaging is the production of 3D images from 2D 
measurement, which is called image reconstruction. The image reconstruction methods can be 
classified into two categories: the filtered back projection (FBP) algorithm, and the iterative 
reconstruction (IR) algorithm.[16], [18], [72], [57] FBP is based on an analytical mathematical 
model, it directly solves the reconstruction in two steps, filtering and back projecting the observed 
data.[94] IR, on the other hand, starts with an initial guess of true image and iteratively refines the 
estimation based on the observed data until convergence criteria are met.[17], [89], [95] A variety 
of physics can be modeled in the IR, such as system noise, the statistical prior of the image, and 
the x-ray energy spectrum. FBP is computationally fast. However, it requires sufficient 
measurement to produce good reconstruction images. For low dose and limited projection imaging, 
FBP would introduce severe artifacts to the reconstruction image. In contrast, IR is 
computationally expensive, but it is more flexible on the imaging geometry, and it is more tolerant 
to the noise in the projection data. It has been shown that IR produces significantly better 
reconstruction at a low dose or with limited projections.[54], [96], [97] For DTS reconstruction 
which is an ill-posed problem with insufficient measurement, several studies have shown that IR 
outperforms FBP regarding image quality.[13], [15], [22], [98]–[100] Despite the recent advances 
in GPU accelerated reconstruction,[34], [101]–[104] the demanding computation is still a major 
concern that prevents the wide acceptance of IR on clinical systems.  
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Our group has developed a stationary digital tomosynthesis (s-DTS) technique, using a 
linear x-ray source array with multiple carbon nanotube based x-ray sources.[2], [9], [10], [37], 
[105] This fixed-source configuration eliminates the source motion in conventional DTS system, 
and the electronically controlled x-ray sources also reduce the scanning time. s-DTS has a linear 
source geometry; this unique characteristic allows us to break the 3D reconstruction problem into 
a series of 2D reconstruction and dramatically speed up the computation.[106] In this paper, we 
demonstrate the adapted fan volume reconstruction (AFVR) algorithm for s-DTS reconstruction. 
The algorithm was investigated using both digital and a physical breast phantom. The 
reconstruction speed was evaluated and compared to the conventional 3D cone beam 
reconstruction algorithm. Lastly, the AFVR was used to reconstruct clinical images, and the image 
quality was assessed against that from a commercial software using an FBP-based reconstruction 
algorithm.  
 
4.2 Adapted Fan Volume Reconstruction 
4.2.1 Stationary Digital Tomosynthesis 
Stationary digital tomosynthesis uses a linear source array with multiple carbon-nanotube-
based x-ray sources and a fixed digital detector. Compared to the conventional DTS systems with 
a rotating x-ray source, the fixed source geometry in s-DTS eliminates the source motion blur and 
has a reduced scanning time. Figure 4-1(a) illustrates a stationary digital breast tomosynthesis (s-
DBT) system, in which the x-ray source array is parallel to the detector. X-ray sources in the linear 
array fire x-rays sequentially, each firing creates a projection image with a unique imaging 
position. After all sources fire and the projection images are acquired, a computer is used to 
reconstruct the 3D object from the measured data.  
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In this study, an s-DBT system previously developed by our lab is used to demonstrate and 
to evaluate the proposed AFVR algorithm.[10], [55] The s-DBT system is built by retrofitting a 
linear source array with 31 CNT-based x-ray sources on a Hologic Selenia Dimensions 
mammography system, the angular span of the source array is 30 degree. The digital detector in 
the s-DBT has 3328 by 4096 pixels, the size of each pixel is 70 um. The s-DBT system is currently 
undergoing clinical trial at N.C. Women’s hospital.[107] Figure 4-1(b) shows a picture of the s-
DBT system. 
 
 
Figure 4-1: (a) Schematic diagram of the s-DBT system. The dots on the linear source 
array indicates multiple equal-spaced x-ray sources. (b) A picture of the stationary 
digital breast tomosynthesis system. 
 
4.2.2 Adapted Fan Volume Reconstruction 
In iterative reconstruction, the imaging process is modeled as a system of linear equations:  
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𝒃 = 𝑨 ∙ 𝒙 + 𝜺 , (4-1) 
where 𝒃 is the measured projection data, 𝒙 is the imaged object to be reconstructed, 𝜺  is the 
additive noise, and 𝑨 is the system matrix, or projection matrix, which models the interaction 
between x-ray and the imaged object. Due to the size of the problem, direct solving 𝒙 in a one-step 
is difficult. IR starts with an initial guess of 𝒙, and update the solution iteratively until certain 
convergence criteria is met. Each iteration in IR consists a forward projection and a back 
projection. In forward projection, a simulated measurement based on the current guess of the 
solution will be generated. In back projection, the simulated measured is compared with the true 
measurement 𝒃 and the difference between the two is used to update the solution for next iteration. 
The system matrix 𝑨 is used in both forward projection and back projection. The size of the system 
matrix is generally quite large for both CT and tomosynthesis, for example, the size of 𝑨 is in the 
order of 1017 for the s-DBT system. As a result, the matrix 𝑨 is usually computed on-the-fly 
repeatedly in each iteration, which is computationally expensive.  
 
Figure 4-2: (a) Schematics of the AFVR. The linear source array and each detector row cut the 
image space into a series of thin slabs. (b) A side view of image space, three fan volumes 
corresponding to three detector rows are marked in the diagram. 
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In linear tomosynthesis, the linear source array is parallel to each detector row. This unique 
imaging geometry allows a fast reconstruction technique, named adapted fan volume 
reconstruction (AFVR).[106], [108] As shown in Figure 4-2, the line of the source array and a 
detector row intersect the image space into multiple thin slabs, each can be considered as a 2D 
plane. Consequently, we can transform the 3D cone beam reconstruction into a series of 2D 
reconstructions, each has a significantly small problem size. The system of linear equations in 
AFVR can then re-written as: 
𝒃 = 𝑨 ∙ 𝒙 + 𝜺 → {
𝒃𝟏 = 𝑨𝟏 ∙ 𝒙𝟏 + 𝜺𝟏
𝒃𝟐 = 𝑨𝟐 ∙ 𝒙𝟐 + 𝜺𝟐
. . .
𝒃𝒏 = 𝑨𝒏 ∙ 𝒙𝒏 + 𝜺𝒏
 , (4-2) 
where 𝑛 is the total number of fan volumes. By transforming the 3D reconstruction to a series of 
2D reconstruction, AFVR dramatically reduces the complexity of the reconstruction and offers a 
straightforward implementation of parallelization. In addition, as the problem size is reduced, the 
system matrix of each fan volume can be stored in the memory and no need to be computed in 
every iteration. As such, accurate but computationally demanding projection model can be used 
without significantly reduce computation speed. Lastly, the fan volume reconstruction improves 
the data locality of the computation, consequently, improves the reconstruction speed.  
For many forward projection models involving intersection length, such as ray-driven 
model and distance-driven model.[70], [57], [109] Furthermore, additional optimization can be 
performed to speed up the computation further. Considering two adjacent fan volumes, one can be 
viewed as a stretched version of the other. The dimension in the y direction shown in Figure 2 
remains the same between the two fan volumes, while the dimension in the beam transmission 
direction, referred as t direction, is stretched. Since length can be computed uses its components 
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in every direction, one can pre-compute two components of the system matrix, 𝑨𝑦 and 𝑨𝑡, of a 
reference fan volume, and quickly compute the matrix for each fan volume using:  
𝑨𝑖 = √𝑨𝑦
2 + 𝜆𝑖𝑨𝑡
2 , (4-3) 
where 𝜆𝑖  is the stretch ratio of the i-th fan volume respect to the reference fan volume. If the 
reference volume is set to be the fan volume that is perpendicular to the detector, then the stretch 
ratio is 
𝜆𝑖 =
𝑆𝐷𝐷2 + (𝑥𝑖 − 𝑥𝑠𝑜𝑢𝑟𝑐𝑒)
2
𝑆𝐷𝐷2
 , (4-4) 
where SDD is the source to detector distance, 𝑥𝑖 is the i-th fan volume detector row position and 
𝑥𝑠𝑜𝑢𝑟𝑐𝑒 is the source position in x direction. This provides a more efficient way to compute the 
system matrix 𝑨 than individually computing each element of the matrix.  
Figure 4-3 shows a flow chart of the AFVR. The first step is preprocessing the raw 
projection data and re-group the data for fan volume reconstruction. Next, all fan volumes are 
reconstructed parallel. After the reconstruction complete, all fan volumes will be stitched together. 
As the voxel closer to the source has a thinner width in each fan volume (as shown in Figure 4-
2(b)), an additional correction will be performed to compute the 3D image with correct dimension.  
  
66 
 
Figure 4-3: A flow chart of the AFVR. 
 
4.2.3 Reconstruction Kernel 
A variety of reconstruction algorithms can be used to reconstruct the fan volumes in AFVR. 
In this study, we used a simple simultaneous iterative reconstruction technique (SIRT) for the fan 
volume reconstruction.[72] The update step in SIRT can be expressed as: 
𝒙𝑘+1 = 𝒙𝑘 + 𝛼𝑘𝑫𝑐
−𝟏𝑨𝑻𝑫𝑟
−𝟏(𝒃 − 𝑨𝒙𝑘) , (4-5) 
where 𝒙𝑘+1 and 𝒙𝑘 are the solution at k+1 iteration, k iteration, 𝛼𝑘 is the relaxation parameter that 
controls the amount of update, 𝑫𝑐 and 𝑫𝑟
−𝟏 are diagonal matrices defined as: 
𝑫𝒄 = 𝑑𝑖𝑎𝑔 (‖𝒂𝒋‖𝟏),    𝑫𝒓 = 𝑑𝑖𝑎𝑔 (‖𝒂
𝒊‖
𝟏
), (4-6) 
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where ‖𝒂𝒋‖𝟏 and ‖𝒂
𝒊‖
𝟏
 are the L-1 norm of the j-th column and that of the i-th row of the system 
matrix, respectively.  
 
4.3 Projection Model 
4.3.1 Ray-driven Method 
 In the ray-driven (RD) model, the x-ray beam is modeled as a pencil beam emitted from 
the point source to the center of a detector pixel. The x-ray beam intersects with several voxels 
before it arrives the detector, and the intersection length is then used to compute the weighting 
coefficient for each voxel, which is the element 𝐴𝑖𝑗  in the system matrix. There are several 
implementations of this RD model, the two classical approaches are Siddon’s algorithm and 
Joseph’s algorithm, as shown in Figure 4-4(a) and 4-4(b) respectively. In Siddon’s algorithm, the 
intersection length is used directly as the contribution of each voxel to the attenuation line-integral. 
In Figure 3-4(a), the contribution of voxels 1 and 2 to the projection line i is computed as: 
𝑝𝑖 += 𝐿1𝜇1 + 𝐿2𝜇2. (4-7) 
In Joseph’s method, the projector coefficient is computed as a product of the intersection length 
times the interpolation of the nearest voxels. This method is shown schematically in Figure 3-4(b), 
where the contribution of voxels 1 and 2 to the projection line i is computed as: 
𝑝𝑖 += 𝐿
𝑎2𝜇1 + 𝑎1𝜇2
𝑎1 + 𝑎2
. (4-8) 
 Alternative implementations of the RD model have also been proposed, such as a general step-
size approach with interpolation using more nearest voxels and the strip integral method.[110], 
[111] Those algorithms generally improve the smoothness of the reconstruction; however, they are 
typically more computationally expensive. 
  
68 
 
Figure 4-4: Illustration of two classical ray-driven models: (a) Siddon’s algorithm with intersection 
length, (b) Joseph’s linear interpolation method.[57] 
 
3.3.2 Distance-driven Method 
 In both PD model and the RD model, the forward and back projection are not the transpose 
of the other. As a result, iteratively apply forward and back projection would amplify errors and 
cause high-frequency artifacts. Several approaches have been proposed to address this issue, 
including using an unmatched projection pair,[112] Fourier-based projection,[62], [63], [65] pixel 
decomposition,[113] and projector with different interpolation methods.[114]    
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Figure 4-5: Schematic diagram of (a) 2D distance-driven method, and (b) 3D distance-driven 
method.[57]  
 
De Man proposed a different projection model, called distance-driven (DD) model, which 
has mathematically transposed forward and back projector.[109], [115], [116] In DD model, the 
detector pixel and the image voxel are modeled with a finite width, as illustrated in Figure 4-5(a). 
The weightings are computed by projecting the boundaries of detector pixels and image voxels 
onto the same axis, and the overlap length is used as the weighting coefficient. In Figure 3-5(a), 
the contribution of the voxels 1 and 2 to the projection line i is computed as:  
𝑝𝑖 += 𝐿1
𝑜1𝜇1 + 𝑜2𝜇2
𝑜1 + 𝑜2
. (4-9) 
DD method has a low arithmetic cost and a sequential memory access; therefore, it is 
computationally efficient. DD method is also fairly accurate as an approximation to the true 
integral method. Reconstruction images using three different projection methods are shown in 
Figure 4-6 (FBP reconstruction) and Figure 4-7 (MLEM reconstruction).[115] Compared to PD 
method and RD method, DD method generates smoother images with less high-frequency artifacts. 
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Figure 4-6: FBP reconstruction of a head section: reference image, pixel-driven FBP, normalized 
ray-driven FBP, and distance-driven FBP.[115] 
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Figure 4-7: Iterative reconstruction of a head section using maximum likelihood (ML) algorithm: 
reference image, pixel-driven ML reconstruction, ray-driven ML reconstruction, and distance-
driven ML reconstruction.[115] 
 
4.3.3 Use Distance-driven Model to Remove the Line Artifact 
It is known that primitive projection models, such as pixel-driven model and ray-driven 
model, would introduce the high-frequency artifact in the reconstruction image. Especially for 
iterative reconstruction, where the projection error accumulates in every iteration. This high-
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frequency artifact can be reduced or eliminated by using a more accurate projection models at the 
cost of more computation. In the conventional 3D cone beam reconstruction, a trade-off is typically 
required between the accuracy of the projection model and the computation time. In AFVR, the 
system matrix for each fan volume is only required to compute once, and the result will be stored 
in the memory. Therefore, a more accurate projection model can be used, and the computational 
cost will be amortized among all iterations. Here, we demonstrate the reduction of the high-
frequency noise by implementing the distance-driven projection model in the AFVR. Figure 4-8 
shows the tomosynthesis reconstruction images of a Shepp-Logan phantom using the ray-driven 
model and the distance driven model. The reconstruction is performed using AFVR and SIRT 
algorithm with 20 iterations; the s-DBT imaging geometry is used in this simulation. As can be 
seen from the figure, the reconstruction using RD model has many high-frequency line artifacts; 
with the DD model, the artifacts are significantly reduced. It should be noted that the high-
frequency artifact is the combined result of both the simple projection model and the limited 
number of projections in tomosynthesis imaging. The artifact also reduces when the number of 
projection increases.  
Figure 4-9 shows reconstruction slices of a patient’s breast imaged by s-DBT. Multiple line 
artifacts are observed on the reconstruction slices with the RD projector. On the other hand, the 
reconstruction slice with the DD projector is quite smooth without any noticeable line artifacts. A 
line profile of the reconstruction slices is shown in Figure 4-10. The spikes shown in the line profile 
of the RD modeled reconstruction are eliminated in that of the DD modeled reconstruction.  
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Figure 4-8: Enlarged view of (a) a Shepp-Logan phantom, AFVR-SIRT reconstruction of the 
Shepp-Logan phantom (b) using ray-driven projection model, and (c) using the distance-driven 
projection model. 
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Figure 4-9: Reconstruction slice using (Left) ray-driven projection model, and (Right) distance-
driven projection model. 
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Figure 4-10: Line profile of the reconstruction slice using the ray-driven projector and the distance-
driven projector 
 
4.4 Evaluation 
4.4.1 Reconstruction Time 
AFVR improves the reconstruction speed from several aspects. First, the problem size is 
significantly reduced in AFVR compared to the conventional 3D reconstruction. Consequently, 
the system matrix in AFVR has a much smaller size and can be stored in the computer memory. 
This avoids repeatedly computing the system matrix in every iteration and speeds up the 
computation. Secondly, AFVR is highly parallelizable as each fan volume can be fully 
reconstructed without knowing other fan volumes. Without much efforts or utilizing the GPU 
hardware, the reconstruction can be easily accelerated using multiple-core CPU. Finally, AFVR 
allows a more sequential data access, as such, the CPU cache can be utilized to improve the 
computation speed further.  
Based on the imaging geometry of the s-DBT system, we quantitatively measured the 
computation time of AFVR and convention 3D cone beam reconstruction. SIRT algorithm was 
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used as the back projection method. Three reconstruction settings were used, namely 5, 10, and 20 
iterations. The reconstruction was run on a customized workstation with 6-cores Intel Core i7-
5790K CPU and 32 GB memory, and the AFVR is accelerated with the 6 cores. Each 
reconstruction was run three times, and the results are shown in Table 4-1. Compared to the 
conventional 3D reconstruction, AFVR speeds up the computation by 30 to 50 times.  
 
Table 4-1: Reconstruction time 
Reconstruction Method 
Reconstruction Time (mins) 
5 iterations 10 iterations 20 iterations 
AFVR-SIRT 7.4 ± 0.2 9.7 ± 0.2 13.1 ± 0.3 
3D cone beam recon 185 ± 3 360 ± 2 704 ± 2 
 
 
4.4.2 Image Resolution 
It has been well-known that FBP reconstruction produces excessive noise for ill posed 
imaging problem, e.g. digital tomosynthesis with insufficient projection or low dose imaging 
problem. The increased noise strongly affect the overall image quality, especially it degrades the 
detectability of low-contrast or small features. Practically, a de-noise filter is usually used in FBP 
to reduce the noise in the final reconstruction image, which, at the same time, reduce the spatial 
resolution, causing image blur.  
Iterative reconstruction, in contrast, has demonstrated a better noise-resolution trade-off, 
as the noise is better modeled and the imaging geometry is less important in IR. In this part, we 
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compared the reconstruction image resolution between the AFVR and an FBP-based 
reconstruction for the s-DBT system. For FBP reconstruction, a commercial image reconstruction 
software, RTT, which is specialized for digital breast tomosynthesis reconstruction (Real time 
tomography, LLC. USA) was used. For AFVR, SIRT algorithm together with the distance driven 
projector was used, the number of iteration number was set to be 20. Two detector modes were 
investigated, namely the full resolution mode with a pixel size of 70 um and the 2 by 2 binning 
mode with an effective pixel size of 140 um. Hologic Selenia Dimensions DBT system (Hologic, 
Inc. USA) was also added into the comparison. 
 
Figure 4-11: Normalized MTF curves 
The image resolution was quantified using the frequency at 10% modulation transfer 
function (MTF). A tungsten wire phantom was used to measure the system MTF curve. The wire 
phantom was first imaged by the s-DBT system and then reconstructed through two different 
methods. From the in-focus reconstruction slices, the modulation transfer function curves were 
calculated using the super-sampling method. The MTF curves at different settings are shown in 
Figure 4-11, the frequencies at 10% MTF are shown in Table 4-2. With the same reconstruction 
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(RTT), s-DBT showed a better image resolution, i.e. a higher frequency at 10% MTF, in the 
binning mode. This is because s-DBT eliminates the source motion blur found in the conventional 
DBT systems with a mechanical moving source. Comparing IR and FBP for s-DBT reconstruction, 
IR produced better image resolutions in both full resolution mode and binning mode. Overall, 
AFVR with SIRT improves the image resolution by 26% in full resolution and 47% in binning 
mode.  
 
Table 4-2: Frequency at 10% MTF 
 
Full resolution 
(line per mm) 
Binning mode 
(line per mm) 
s-DBT 
AFVR 7.7 6.6 
FBP 6.1 4.5 
Hologic DBT system (FBP) NA 4 
 
4.4.3 Clinical Images 
Figure 4-12 and Figure 4-13 are two examples of reconstructed breast images in CC view 
from the s-DBT system. Figure 4-12 shows a fatty breast, where the AFVR reconstructed image 
shows better contrast and more details over the image from RTT. Figure 4-13 shows reconstructed 
images of a breast with a malignant tumor. The tumor is located in the top-left region of the breast 
with several blood vessels extended to the skin. AFVR reconstructed image shows better contrast 
too for this breast; also the image looks smoother compared to the RTT reconstructed breast image 
(lower noise level).  
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Figure 4-12: Image of a fatty breast reconstructed by AFVR-SIRT and RTT.  
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Figure 4-13: Reconstructed breast image with carcinoma.  
   
4.5 s-DCT Reconstruction 
4.5.1 s-DCT System 
The s-DCT system has a similar system setup as the s-DBT system, namely a linear source 
array combined with a flat panel detector. The system specification of the s-DCT system, however, 
is different as it is optimized for the chest imaging. Specifically, the x-ray tube is operated at 80 
kVp for a better penetration through the thick body, the SID is 100 cm to 130 cm adjustable, the 
angular coverage is 15 degree, and the detector pixel size is 194 µm. A second generation of the 
  
81 
x-ray source array for the s-DCT system, which is operated at 120 kVp and has a wider angular 
coverage, is currently being developed. Figure 4-14 shows the s-DCT system which is undergoing 
clinical trials at the biomedical research imaging center at UNC Chapel Hill.[8], [117]  
 
Figure 4-14: s-DCT system.  
 
4.5.2 Projection Data Alignment 
Unlike the s-DBT system where both the source array and the detector are fixed on the 
system, the s-DCT system has adjustable source array and detector. Consequently, the source 
detector position varies and the source array might not be parallel to each detector row in practice. 
In order to use AFVR, the raw projection data needs to be resampled so that the data is “aligned” 
with the source array before reconstruction. The resampling is performed in the following steps: 
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first, the tilted angle is computed from the imaging geometry. Second, the raw projection data is 
padded on the boundary to increase the FOV artificially. Thirdly, a bi-cubic interpolation is 
performed, and the interpolated projection data is cropped so that FOV stays the same. After the 
resampling, the projection data is sent to AFVR for reconstruction.   
 
4.5.3 Clinical Images 
Here we show two examples of s-DCT images reconstructed using AFVR and RTT. The 
imaged object is an anthropomorphic chest phantom (Model RS-320, Radiology Support Devices, 
Long Beach, CA) with porcine lung and heart placed inside. An air pump was used to inflate the 
porcine lung through a plastic tube into the lung airway. In-focus slices of lung airways are shown 
in Figure 4-15, and the in-focus slices of the spine are shown in Figure 4-16. As demonstrated, the 
AFVR reconstructed image shows a higher contrast of the lung airways as wells as more details 
such as bone structure, while the RTT reconstructed image looks blurry. It should be noted that 
RTT is specifically designed and optimized for digital breast tomosynthesis, which could 
contribute to its mediocre image quality. A human chest phantom was also imaged using the s-
DCT system, the reconstruction images using AFVR are shown in Figure 4-17. As can be seen 
from the figure, tomosynthesis significantly reduce the overlapping tissue problem in conventional 
chest radiography, different organs are well separated and clearly shown in different reconstruction 
slices. A typical s-DCT reconstruction takes about 10 to 15 minutes on MATLAB.   
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Figure 4-15: Reconstruction slices of an anthropomorphic chest phantom using two reconstruction 
methods. Left: AFVR reconstruction. Right: RTT reconstruction.  
 
 
Figure 4-16: Reconstruction slices of an anthropomorphic chest phantom using two reconstruction 
methods. Left: AFVR reconstruction. Right: RTT reconstruction. 
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Figure 4-17: Reconstruction slices at 4 different positions of a chest phantom reconstructed by 
AFVR.  
 
4.5.4 Image Artifact Reduction 
Due to the unique image acquisition practice, s-DCT has a special type of data truncation 
artifact, shown in Figure 4-18(a). This artifact is caused by the lead cover, which is placed on top 
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of the patient to protect the patients from harmful radiation during the scan. The lead cover would 
highly attenuate the x-ray beam and blocks it from reaching the detector. However, this lead cover 
only shows up in a few projection views. As s-DCT only acquires limited projections, the fact that 
some projection views do not contain the lead cover while others do causes a data inconsistency 
which in terms creates image artifacts.  
 
Figure 4-18: A reconstruction slice of a patient imaged by s-DCT (a) before correction (b) after 
correction 
 
We applied two correction methods in our reconstruction to reduce this artifact. First, we 
threshold the linear attenuation to a pre-determined maximum value in the reconstruction. Second, 
during the rotation step in the sinogram pre-processing, we interpolate the observed data using the 
attenuation map outside the lead cover region, which prevents the wrong interpolation. The 
reconstruction slice after the corrections is shown in Figure 4-18(b), where the missing information 
is recovered, and the image artifact is reduced.  
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4.6 s-IOT Reconstruction  
4.6.1 s-IOT System 
The s-IOT system consists of a linear CNT-based source array and a flat panel detector. A 
picture of the prototype s-IOT system is shown in Figure 4-19. The whole system is mounted on a 
robotic arm, a flexible holder is used to hold the detector inside the patient's mouth. The x-ray 
coming from the linear source will be collimated to cover only the area of the detector. Once the 
imaging position is set up, the system stays stationary during the image acquisition. In this 
prototype system, 7 CNT-based x-ray sources are used with an angular coverage of about 10 
degrees. This technology is patented by UNC and XinVivo LLC. As the patent is currently 
pending, the full system specifications of the s-IOT system are not available for disclosure at this 
point. 
Due to the small FOV and a relatively large imaging angle, s-IOT images can have severe 
data truncation artifacts around the edges in the scanning direction. Truncation data correction 
method that is mentioned previously, therefore, has been implemented in the s-IOT reconstruction. 
One thing that should be noted here is that the x-ray source array is not guaranteed to be parallel 
to the detector. Therefore, the projection data "alignment" is needed before reconstruction using 
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AFVR. Same as the reconstruction for s-DBT and s-DCT systems, SIRT with 20 iterations is used 
for the s-IOT reconstruction.  
 
Figure 4-19: A prototype s-IOT system.[118] 
 
4.6.2 Clinical Images 
Figure 4-20 shows a comparison between conventional dental bitewing image and the s-
IOT image. Both the filing (white disk shown in the image) and the cavity (dark disk shown in the 
image) have a better contrast in the s-IOT image (Figure 4-20(b)). The two fractures in the tooth, 
which is clearly shown in the s-IOT image, are not shown in the bitewing image. This suggests 
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that s-IOT provides better contrast on the tooth cavity and it improves the diagnosis of tooth 
fracture.  
 
Figure 4-20: (a) Conventional dental radiography, (b) and (c) reconstruction slices of tooth 
phantom imaged by the s-IOT system.[118] 
 
Figure 4-21 shows another comparison between the conventional dental radiography and 
the s-IOT on extracted teeth. Bitewing images from two dental radiography systems were acquired, 
the standard 2D digital bitewing, and the standard PSP bitewing. The micro-CT images for the 
central teeth were also acquired, which serve as a ground truth of the lesion status. The middle two 
teeth are the teeth of interest in each image, each has a lesion on the surface. The lesions were 
confirmed in the micro-CT images. As can be seen in Figure 4-21, the two lesions showed up 
clearly in the s-IOT image, however, they are hardly identified in both dental radiography images. 
  
89 
 
Figure 4-21: Tooth phantom imaged by four imaging modalities: standard 2D digital bitewing, 
standard PSP bitewing, s-IOT, and micro-CT. [118] 
 
4.7 Discussion and Conclusion 
4.7.1 Discussion 
With the increased public awareness and concerns about x-ray radiation, the diagnostic 
imaging is heading to the direction of a safer diagnosis with reduced radiation dose. However, 
lower radiation dose reduces the x-ray photons that reach the detector, thus lowering the signal 
strength and negatively affect the image quality, and consequently affect the diagnosis. This raises 
a question to the research community: how to achieve better image quality at low dose. Many 
efforts have been made to the imaging hardware, including better detectors, phase-contrast 
imaging, and innovative imaging geometry. As hardware is heavily constrained by the physics, the 
improvement in imaging hardware is slow. Recent advances in software, mainly the image 
reconstruction and processing algorithms, have shone a light into this dilemma. Statistically 
modeling incorporated with prior knowledge and the efficient iterative algorithm have shown to 
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be able to recover information that is not captured by the hardware, and the reconstruction from 
the statistical iterative reconstruction has demonstrated a superior image quality over the 
conventional FBP reconstruction. The only drawback is that such iterative reconstruction is time-
consuming, which is not practical in a clinical setting. For digital tomosynthesis where the 
measured data are insufficient and truncated, the iterative reconstruction can greatly improve the 
final image quality which in terms benefits the diagnostic accuracy. 
The adapted fan volume reconstruction that we developed for the stationary tomosynthesis 
systems can significantly improve the reconstruction speed. In our result, we observed 30 to 50 
times’ speed up compared to the conventional 3D cone beam reconstruction on a six-core desktop. 
Several aspects contribute to this improvement. First, each fan volume can be treated as 
independent of the adjacent fan volume. Therefore, each fan volume reconstruction can be carried 
out separately, enabling a straightforward parallelization. Utilizing this advantage, we speed up 
the reconstruction by 6 times through parallel computing on MATLAB. Secondly, as the size of 
each reconstruction in AFVR is smaller than that in conventional cone-beam reconstruction, the 
size of the system matrix is dramatically reduced. Therefore, we are able to store the system matrix 
in the memory. This avoids the computation of the forward projector in each iteration, and thus 
reduces the reconstruction time. In addition, the system matrix of each fan volume is related, by 
the tilted angle of the fan volume. As a result, the computation of system matrix can be much more 
efficient. Thirdly, AFVR improves the data locality, which allows a performance improvement 
through the caching mechanism. 
AFVR is designed for linear tomosynthesis, and it will not reconstruct images for 
conventional tomosynthesis systems with a curved line source motion, as generally, the source 
positions in those systems will be different in height. This picture becomes clearer when one thinks 
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of two source positions and connect them with one randomly-chosen detector row. The 
connections create two planes in the 3D space, each consists the same detector row but different 
sources. Since these source positions have different height, the two planes will cut the image space 
differently, or in another word, one voxel cut or included by the one plane might not be cut 
(included) in another plane. As a result, the value of those voxels can no longer be entirely 
determined by the projection data of a single detector row. With that being said, there is data 
redundancy even in the conventional tomosynthesis imaging (The value of one voxel is fully 
determined by only a fraction of the measurement), and one might be able to use that characteristic 
to design an algorithm to speed up the reconstruction. 
In this study, we used an FBP-based commercial software, RTT, to compare with the 
AFVR. While RTT can be used for a general tomosynthesis reconstruction, it is designed and 
optimized for the breast imaging. Therefore, it might not be fair to compare image quality between 
RTT and the proposed AFVR algorithm when reconstructing for a different imaging system. In 
addition, as commercial software, RTT may consist of proprietary imaging processing besides the 
reconstruction, which may affect the final reconstruction image. Therefore, our result may not 
apply to a general setting, i.e. the difference in image quality between AFVR and FBP 
reconstruction. Currently, the AFVR is coupled with SIRT, which is relatively simple and the 
reconstruction image quality is generally believed to be mediocre. We expect that the image quality 
can be further improved by incorporating a more sophisticated statistical model with AFVR. 
AFVR applies re-sampling twice during the reconstruction. At first, resampling is applied 
to align the projection data to the source array. After all 2D reconstructions are completed, 
resampling is used again to combine all 2D images into a 3D image, during which the irregular 
aspect ratio from the fan-shaped volume is corrected. Theoretically, the image resolution will 
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compromise whatever a resampling is applied. In practice, we have not observed any noticeable 
degradation in image resolution in our data. Based on our observations, the tilted angle between 
the source array and each detector row is found to be around ± 3 degrees, which is relatively small. 
Thus, the effect of rotating and resampling the projection data is small. The difference in aspect 
ratio between the top and bottom reconstruction slices, however, varies for different imaging 
systems. In the s-DBT system, the difference is about 8%; while in the s-DCT system, the 
difference can be as large as 25%. At first glance, one might think that the resampling process 
could change the image resolution for difference slices, i.e. image resolution in the top 
reconstruction slice is different from that in the bottom slice. This is not entirely true as the 
reconstruction for the top slice is super-sampled at the beginning, where the voxel used in the 
reconstruction is smaller than the actual voxel. Therefore, before the resampling, ideally, the top 
slice will have a better resolution than the lower slices. The resampling indeed normalizes the 
difference in image resolution, as such, difference in image resolution is not noticeable. With that 
being said, a more strict measurement of image resolution at various depths might be beneficial to 
understand this effect fully.   
Future improvement of the AFVR can include several aspects. First, the back projection 
algorithm for each 2D volume reconstruction can be improved. By incorporating a statistical noise 
model, one can design a reconstruction algorithm that could further reduce the image noise and 
improve both the resolution and the quantitative accuracy. Prior knowledge can also be utilized in 
the reconstruction for better convergence and lower noise level. Secondly, the reconstruction speed 
can be further improved by implementing the reconstruction on GPU hardware. With the parallel 
computing power GPU provided, the reconstruction speed is expected to increase by another order 
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of magnitude. Thirdly, for tomosynthesis imaging, techniques for artifact reduction can be 
investigated, which can dramatically improve the diagnostic accuracy of the tomosynthesis.  
 
4.7.2 Conclusion 
A fast iterative reconstruction algorithm has been developed. The new algorithm, named 
adapted fan volume reconstruction, utilizes the unique geometry of the imaging system and speeds 
up the computation by transforming a large reconstruction problem, which is computationally 
expensive, into a number of small problems that are computationally more efficient to solve. 
Implemented this algorithm on MATLAB, we observed that the new algorithm speed up the 
computation by one order of magnitude, from 30 to 50 times. The image quality produced by 
AFVR was also investigated. Comparing the reconstruction from AFVR with that from RTT, we 
found that the image resolution was much higher on AVFR, ranging from 30% to 50% higher than 
that in RTT reconstruction while the noise was on the same level between the two reconstruction 
methods. Looking at the clinical images, we observed that AFVR produced images looked much 
sharper, which benefits the diagnosis. Finally, AFVR was implemented to reconstruct images for 
the s-DBT, the s-DCT, and the s-IOT system. The reconstruction has been optimized for different 
applications in each imaging system.   
 
4.8 Image Artifacts Reduction 
4.8.1 Skin Line Artifact 
Radiologists often use breast skin line as a reference to diagnose malignant tumors. In 
digital mammography, the skin line is quite clear. However, in DBT, the skin line is often 
contaminated by tomosynthesis artifacts, which add multiple “faked” skin lines on the breast image 
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as shown in Figure 4-22. Although ultimately, the artifact is caused and limited by the data 
insufficiency of the tomosynthesis, it can be mitigated with certain imaging processing techniques.  
 
Figure 4-22: Skin line artifacts in the breast tomosynthesis image.  
 
Here, we present one method that reduces the skin line artifact in breast tomosynthesis, 
originally proposed by Zhang et al.[119] The idea of presented method is to confine the 
reconstruction space and force the reconstruction to converge. The method is implemented as 
follows: first, segment out the breast and identify the breast edge in each projection image; then 
back project the breast edge to the image space to find a tighter space where the breast locates; 
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Repeat this step for every projection images and obtain a trimmed space where the breast should 
locate, the segmentation information obtained from each projection are used to reconstruct the 3D 
volume of the breast; Finally, restrict the reconstruction only within the identified breast region, 
namely set everything outside the breast region to be zero. A schematic diagram of the method is 
shown in Figure 4-23. It should be noted that this method is still suffered from data insufficiency 
of the tomosynthesis imaging. As indicated in the figure, there are missing gaps even after taking 
all projections into consideration, and the tomosynthesis artifact, or particularly the skin line 
artifact, might still show up in those regions.   
 
Figure 4-23: Schematic of the skin line artifact reduction method.[119] 
 
We implemented this method in the s-DBT reconstruction and tested the method using real 
patient data. Figure 4-24 shows a 2D fan volume reconstruction (cross-sectional image) of a 
patient’s breast without and with the skin line artifact reduction. The out-of-plane artifact was 
significantly reduced after the correction is applied. Note that the 2D fan volume image is a cross-
sectional image of the breast, as such, the reduction of the tomosynthesis artifact would translate 
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to the reduction of the skin line artifact in the 3D image in the top-down view. Figure 4-25 shows 
the reconstruction slices of the same breast as shown in Figure 4-22 but with the skin-line artifact 
reduction applied. We observed that the attenuation values in the periphery region decrease slightly 
after applying the correction, further investigation is required to understand and fix this side effect.  
 
Figure 4-24: Reconstruction of one 2D fan volume (Top) without the skin line artifact reduction, 
(Bottom) with the skin line artifact reduction. 
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Figure 4-25: Breast reconstruction slices after the correction.  
 
4.8.2 Data Truncation Artifact Reduction 
Tomosynthesis, in general, has a small field of view due to its unique imaging geometry 
(object sits on top of a fixed or semi-fixed detector). The tomosynthesis reconstruction is typically 
performed within an image space defined based on the size of the detector, materials outside this 
space will not be taken into account during the reconstruction. Those “outside” materials, however, 
also attenuate the x-ray during the imaging acquisition at certain imaging positions. When those 
regions are ignored, the x-ray attenuation that originally belongs to those regions will be 
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mistakenly assigned to other regions in the image space, causing a bright glow artifact near the 
boundary shown in Figure 4-28(A) and 4-29(A). When the glowing artifact appears, features 
“underneath” the glow become extremely hard to detect.  
 
Figure 4-26: A schematic of the truncation artifact reduction method. [119] 
 
We applied a simple correction to mitigate the flow artifact due to the data truncation, 
which is modified from the Zhang’s method.[119] The method assumes that, first, the material in 
the outside region is nearly uniform thus has a same linear attenuation, and, secondly, the outside 
region material extends to the top of the image space. Based on these two assumptions, one can 
identify the projection data which has contributions from outside region materials and scale the 
data to eliminate the Figure 4-26 shows a schematic of the correction method, and the algorithm 
goes as follows: first, an average attenuation value is calculated and is used as a threshold in the 
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next step to determine the data that needs to be corrected. Second, in each projection image, 
identify the regions where the x-ray might have been attenuated outside the image space (black 
rectangle box in Figure 4-26). Use the average attenuation as a reference to pick the region that 
has significantly higher line integral value. Lastly, scale the projection data based on the length of 
the x-ray for each source-detector pair, namely. For example, in Figure 4-26, we scale the line 
integral data at source detector pair C by a fact of 𝐵𝐶 𝐴𝐶⁄ . 
Figure 4-27 shows a cross-sectional breast image before and after the correction is applied. 
The data truncation causes consistency projection, which, in terms, causes an artificially high 
attenuation in the bottom left and a dark region in the top left of the reconstruction image. After 
the correction had been applied, both the glowing artifact and the dark region disappeared. 
Reconstruction slices of two patient breast images in MLO view with and without the correction 
are shown in Figure 4-28 and Figure 4-29. As can be seen in the figures, the glowing artifact due 
to the data truncation in tomosynthesis imaging is significantly reduced.  
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Figure 4-27: Cross-sectional reconstruction images of a patient’s breast (Top) without any 
correction, (Bottom) with the data truncation correction.  
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Figure 4-28: Reconstruction slices of a patient’s breast (a) without any correction, (b) with the data 
truncation correction.  
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Figure 4-29: Reconstruction slices of a patient’s breast (a) without any correction, (b) with the data 
truncation correction. 
 
4.9 Synthetic Mammography 
4.9.1 Motivation 
Studies have shown that although DBT has better diagnostic accuracy on the masses, it 
does not visualize microcalcifications as well as the 2D mammography. Thus, most of DBT 
systems in the market are FDA approved for use only in combined with the 2D mammography. 
This doubles the radiation dose and increases the patient discomfort caused by the compression 
paddle. While the performance of the DBT imaging has improved significantly over the past few 
years and some researchers argue that DBT and DM perform equally well in microcalcification 
with the current advances, many radiologists still prefer viewing 2D mammography in addition to 
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the 3D tomosynthesis image. Part of that is because radiologists were trained to read DM early in 
their careers, the other reason, and probably the more important one, is that DM provides a faster 
workflow over the tomosynthesis images where radiologists can get diagnostic information in one 
glance without the need to scroll through hundreds of DBT images. 
One solution to reduce radiation dose while still maintain the diagnostic accuracy is the 
synthetic mammography. The idea is generating a synthetic mammography image from the 3D 
tomosynthesis reconstruction to replace the physical mammography exam. In this section, the 
method of generating synthetic mammography from the s-DBT will be investigated, in particular, 
the method to detect skin line and the algorithm to correct breast density.  
 
4.9.2 Skin Line Detection 
Otsu’s threshold method is a special case of the more general K-mean clustering method. 
The basic idea of the K-mean clustering method is to separate data into K-groups by minimizing 
the intra-group distances. In Otsu’s method, a 2-mean clustering is performed on image histogram 
to separate the image foreground from the background. Although Otsu’s method is based purely 
on the pixel intensity and the local geometry is not used, it is proved to be highly effective in a 
variety of applications. One drawback of the Otsu’s method is that it is hard to determine the 
number of clusters in the image, sometimes, this number could be more than 2. In other words, 
there might exist one or more regions in the image that do not belong to either foreground (ROI) 
or background. Furthermore, the Otsu’s threshold method loses its accuracy around the boundary 
of the clusters. As a result, directly applying Otsu’s method to breast image might lead to a 
mediocre segmentation of the breast.  
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Figure 4-30(a) shows a breast segmentation using the Otsu’s method. The white region is 
the segmentation of the breast, and dark region is the breast tissue that is not correctly identified. 
The Otsu’s method segmented out the breast, however, the identified boundary or skin line is not 
accurate. To improve the accuracy of the skin line detection, we applied an improved Otsu’s 
method, where the clustering is performed iteratively around the boundary. A pseudo code of the 
algorithm is shown in Algorithm 1: 
 
Algorithm 1 Algorithm for detecting breast skin  
1. Apply Otsu’s threshold method on the whole image 
2. For i = 1 : number of iteration: 
Find the boundary regions based on the skin line 
Apply Otsu’s method on the boundary region 
Segment out the breast region based on the new threshold value 
Save the segmentation for next iteration 
 
By iteratively applying the Otsu’s method on the boundary, the segmentation accuracy is 
improved. A result of the segmentation using this improved Otsu’s method is shown in Figure  4-
30(b). Five iteration was used in the iterative Otsu’s method,  but the threshold value converges 
after three iteration. As can be seen, the segmentation accuracy is much improved from the 
previous the result, and no noticeable segmentation error is observed.   
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Figure 4-30: Breast segmentation using (a) Otsu’s threshold method (b) iterative Otsu’s method. 
 
4.9.3 Breast Density Correction 
During the exam of both DBT and DM, the breast is compressed and held by the 
compression paddle. This imaging setting causes a denser tissue in the center of the breast and 
thinner breast tissue in the periphery region. Consequently, as the x-ray is attenuated much more 
in the center region than that in the periphery region, the 2D projection image would have a wide 
dynamic range. It is generally not preferred in diagnosis, as radiologists need to adjust the image 
display window if they want to exam different regions of the breast. More importantly, the skin 
line is often used as a reference to diagnose many malignant tumors. When the skin line is not 
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shown up with the breast tissue, it would be hard for the radiologists to make any accurate 
diagnosis.   
One solution is applying breast density correction to the 2D image, which flattens the 
dynamic range of the breast image and makes all features of the breast to display in one display 
window. The key challenge in the breast density correction is accurately estimating the breast 
thickness. In this study, we proposed to use an anisotropic filter and a Gaussian filter to estimate 
the breast thickness from the 2D projection image. Both filters are used to remove the feature 
details in the breast and to extract the baseline attenuation that strongly related to the thickness of 
the breast tissue. The resulting image will then be subtracted from the original breast image, to 
reduce the dynamic range of the breast.  The model assumption behind the anisotropic filter is that 
two positions with the same distance from the breast skin should have the same breast thickness. 
Therefore, an estimation of the breast thickness can be obtained by filtering the pixels with the 
same distance from the skin line. In addition, the Gaussian filter is used to remove the features 
further from the baseline “thickness” image. The full detailed algorithm is shown in Algorithm 2. 
 
Algorithm 2 Algorithm for the breast density correction  
1. Find the breast skin line using Algorithm 1 
2. Compute the curvature of each pixel on the boundary 
3. For each pixel inside the breast: 
Find the closest boundary point and record its curvature.  
Apply an anisotropic filter to itself. The pixel along the curvature will have a high weight, 
while the pixel perpendicular to the curvature will have a smaller weight 
4. Apply a Gaussian filter to the whole image to obtain the breast “thickness” image 
5. Compensate the periphery region in the original image based on the “thickness” image 
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Figure 4-31: 2D projection images with and without the density correction. 
 
Figure 4-31 shows projection images of a patient breast in MLO view without and with the 
density correction. As can be seen, the density correction successfully recovers the disappeared 
skin line while maintaining the local contrast of the inner breast. It is interesting that although both 
images are displayed in the same display window, the image with the density correction shows 
visually better contrast with the presence of the skin line.  
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4.9.4 Synthetic Mammography with a Forward Projection 
The 2D mammography is simply an x-ray projection image. Therefore, if an accurate 3D 
reconstruction image exists, one can apply a forward projector to the reconstruction and obtain a 
synthetic 2D image. It should be noted that the DM image is an x-ray attenuation image while the 
projection image is a line integral image from the AFVR with SIRT. Therefore, in addition to the 
forward projection, a conversion is required to convert the line integral image to the attenuation 
image. In this study, a simulated x-ray source with 10,000 x-ray photons was used for the synthetic 
image.   
Figure 4-32 shows the comparison between the true mammography image, 2D projection 
image and the synthetic mammography image of the same breast. The 2D projection image and 
the synthetic image were coming from the same data set, while the mammography image was 
acquired before the tomosynthesis scan on a different imaging system. Because of different 
imaging position and deformation of the breast, the 2D projection and the synthetic image will not 
match exactly the look of the mammography image no matter how good they are. With that being 
said, the synthetic mammography does look much better than the 2D projection image. The skin 
line is clearly shown and the contrast of the fibroglandular tissue is enhanced. The appearance of 
the current synthetic image does not look quite like the true mammography image. However, the 
synthetic image should not be evaluated purely on its similarity to the true mammography image, 
and a clinical observers’ study is required to evaluate and compare the two imaging techniques.  
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Figure 4-32: (a) Digital mammography image, (b) Synthetic mammography with density 
correction and contrast enhancement 
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4.9.5 Discussion and Future Work 
In theory, given an accurate reconstruction, the synthetic mammography could be as simple 
as one forward projection of the reconstruction. In practice, however, obtaining a good synthetic 
image is more difficult than a simple forward projection. There are mainly two reasons that 
contribute to the difficulty. First, the reconstruction image obtained in the tomosynthesis imaging 
is far from accurate. Due to the insufficient data, the tomosynthesis reconstruction does not 
converge. Even worse, image artifacts appear in the reconstruction because of the data truncation, 
the image noise, the scatter, and the beam hardening effect. Secondly, in clinics, doctors are more 
concerned about how clear the diagnostic information is presented in the image rather than the 
quantitative accuracy of the image. As such, the synthetic image needs to be “engineered” to aid 
diagnosis, i.e. diagnostic important features will need to be artificially enhanced in the synthetic 
image, which leads to another interesting research area of computer aided diagnosis.  
In this section, we discussed our preliminary approaches for the synthetic mammography, 
including detection of the breast skin and the breast density correction. Identifying the breast 
region is generally the first step for performing other more sophisticated image processing, thus, 
it is of great importance to develop a robust and efficient algorithm for breast skin line detection. 
Here, we used an improved variant of the Otsu’s threshold method, where the clustering is 
performed iteratively around the breast skin. This improves the accuracy of the original method 
and it is more robust for different breast images. The breast density correction method proposed 
here uses the breast line detection and the anisotropic filtering. The breast density correction 
flattens the dynamic range of the 2D breast image so that all features in the image can be displayed 
in the same image window which is preferred in clinics. In future, it would be helpful to apply this 
method to more 2D breast images and to evaluate the robustness of this algorithm.    
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Due to the complex nature of the synthetic mammography, the methods mentioned here 
are far from sufficient to obtain a good synthetic image. Future research is required to generate a 
nice-looking and useful synthetic image. The future research can focus on two areas: the image 
artifact reduction and the image enhancement. It is known that DBT images contain many image 
artifacts, including the tomosynthesis artifact (out-of-plane artifact) and data truncation artifact. 
These image artifacts can severely degrade the image quality in the synthetic mammography, as 
the artifacts at various depths of the reconstruction will sum up in the synthetic image. To reduce 
the tomosynthesis artifact, one can either improve the reconstruction, which is a more fundamental 
way to fix or mitigate the problem, or design a post-processing algorithm to remove the artifacts. 
The image enhancement is self-explanatory, the purpose is to improve image the quality and to 
make the diagnostic important features much conspicuous in the image. It should be noted that all 
DM images nowadays are heavily post-processed for image enhancement. With the extra depth 
information in DTS imaging, one might come up with an algorithm that takes the advantage of the 
depths information to better visualize the masses and microcalcifications in the breast.  
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CHAPTER 5: Scatter Correction for Digital Tomosynthesis 
 
In this chapter, we will present a new approach, referred as filtered scatter-to-primary ratio 
(f-SPR) method, to estimate scatter from sparsely sampled scatter signals. Compared to other 
scatter correction algorithm, f-SPR can substantially improve the image quality of both projection 
and reconstruction images. We quantitatively evaluated the f-SPR method against two direct 
interpolation methods using breast tomosynthesis data from physical phantoms and demonstrated 
its effectiveness using chest tomosynthesis data from a human cadaver imaged by a stationary 
digital chest tomosynthesis (s-DCT) system. 
 
5.1 Introduction 
Scatter radiation is a major issue for x-ray imaging systems with cone-beam x-ray radiation 
and flat panel detectors. It can severely degrade the image quality by reducing the contrast, 
increasing image noise, and causing image artifacts, such as cupping artifact, ring artifact and 
streaking artifact.[120], [121] Scatter reduction hardware, such as anti-scatter grids (ASG), is often 
used to reject the scatter signal physically. The ASG consists of a series of alternating strips which 
collimate the radiation and reject scatter radiation coming from directions other than the primary 
beam. Although ASG rejects scatter radiation from reaching the detector, the primary signal is also 
reduced due to the collimation.[122] For digital breast tomosynthesis, the effectiveness of the anti-
scatter grid is still in debate.[123], [124] In addition to physically reject the scatter signal, 
mathematical model-based scatter estimation has been intensively investigated. This includes 
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convolution-based method, Monte Carlo (MC) simulation method, and a hybrid method.[125]–
[129] Among them, the MC simulation method produces the most accurate estimation; however, 
it requires the most computation time. Convolution-based method estimates scatter by convoluting 
the projection image with a scatter kernel obtained from MC simulations. The convolution-based 
method is computationally efficient; however, the scatter estimation is not as accurate. Recent 
studies showed the computation time of MC simulation could be significantly reduced using 
advanced graphics processing units (GPU), making this scatter correction method more practical 
in the clinical setting.[104], [130], [131]  
Measurement-based scatter correction method estimates the scatter profile from sparsely 
sampled scatter/primary signal.[121], [132]–[136] One method uses a beam-stop (beam-absorber) 
array (BSA) installed close to the x-ray source.[137]–[139] The BSA blocks a fraction of the x-
ray photons and creates multiple shadow areas on the detector that consist only of scatter. Scatter 
map is then estimated by interpolating the measured scatter signal under the BSA shadow area. 
The scatter map estimated using BSA is relatively accurate. However, BSA is prone to the residual 
artifact due to the missing data.[140] Other techniques, such as the beam-pass array (BPA) and 
primary modulation method, have also been investigated for sampling and recovering scatter 
profile.[133], [141]–[143] Previous, our team demonstrated a scatter correction method for 
stationary digital breast tomosynthesis (s-DBT) using a primary sampling device (PSD).[144], 
[145] Different than BSA and BPA, which are installed close to the x-ray source and have a large 
magnification factor, the PSD is placed in close proximity to the patient. The magnification for the 
PSD is close to 1, which allows much smaller size sampling holes and a much higher sampling 
density than either BPA or BSA, therefore increases the accuracy of the scatter profile sampling. 
We have demonstrated that using PSD only increases the radiation dose by 3% while still obtain a 
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good sampling of the scatter profile, and the method can be easily implemented on other digital x-
ray imaging systems.[144], [145] 
One critical step in measurement-based scatter correction method is the recovery of the scatter 
profile from the sparse measurements. The majority of the previous research uses interpolation to 
generate a smooth scatter profile.[134], [135], [138], [141], [146]–[149] When this scatter profile 
is subtracted from the projection image, the image noise remains the same. As a result, though the 
contrast ratio of the image is increased, the signal difference to noise ratio (SDNR) does not change 
in the projection images. In fact, as shown by Zhu et al,[150] subtracting a smooth scatter profile 
will cause noise amplification in the line integral image after logarithmic transformation, resulting 
in image quality degradation and image artifacts which may overshadow the benefit of scatter 
removal.  
 
5.2 Method 
5.2.1 Scatter Estimation Using Direct Interpolation 
In measurement-based scatter correction, the scatter profile is generally recovered by direct 
interpolation of the sparse signal samples. There are generally two approaches for scatter 
estimation. The first approach is to use the measured scatter signal 𝑆?̅? at each sampling point 𝒊 to 
interpolate the whole scatter profile 𝑆𝑆𝐼: 
𝑆?̅? = 𝐴𝑣𝑒𝑟𝑎𝑔𝑒(𝑆) within the i
th sampling area 
𝑆𝑆𝐼 = 𝐼𝑛𝑡𝑒𝑟𝑝𝑜𝑙𝑎𝑡𝑖𝑜𝑛(𝑆?̅?). 
(5-1) 
We will refer this method as direct scatter interpolation (SI) in this Chapter. The scatter profile 
estimated from the SI method is very smooth, as a result, the noise in the projection image is intact 
after the scatter subtraction: 
  
115 
𝑉𝑎𝑟(𝑃𝑆𝐼) = 𝑉𝑎𝑟(𝑇 − 𝑆𝑆𝐼) 
= 𝑉𝑎𝑟(𝑇) + 𝑉𝑎𝑟(𝑆𝑆𝐼) + 𝐶𝑜𝑣(𝑇, 𝑆𝑆𝐼) ≈ 𝑉𝑎𝑟(𝑇) , 
(5-2) 
where 𝑃𝑆𝐼 stands for the estimated primary signal using SI method and 𝑇 is the total measured 
signal. Due to the smoothness of the interpolated scatter profile 𝑆𝑆𝐼,  𝑉𝑎𝑟(𝑆𝑆𝐼) and 𝐶𝑜𝑣(𝑇, 𝑆𝑆𝐼) can 
be approximated to zero. As a result, the signal to noise ratio (SNR) in SI corrected image is 
reduced: 
𝑆𝑁𝑅𝑆𝐼 =
𝑃𝑆𝐼
√𝑉𝑎𝑟(𝑃𝑆𝐼)
≈
𝑃𝑆𝐼
√𝑉𝑎𝑟(𝑇)
<
𝑇
√𝑉𝑎𝑟(𝑇)
 . (5-3) 
Since neither the signal difference nor the noise variance is changed significantly in the SI 
corrected images, the SDNR remains the same after scatter correction. 
The second approach is to use the measured scatter signal to calculate the scatter-to-primary 
ratio 𝑆𝑃𝑅̅̅ ̅̅ ̅̅ 𝒊 at each sampling point, then interpolating and extrapolating the SPR to the whole image 
to obtain the SPR profile 𝑆𝑃𝑅𝑖𝑛𝑡𝑝: 
𝑆𝑃𝑅̅̅ ̅̅ ̅̅ 𝑖 = 𝐴𝑣𝑒𝑟𝑎𝑔𝑒(𝑆 (𝑇 − 𝑆)⁄ ) at the 𝑖-th sampling the point 
𝑆𝑃𝑅𝑖𝑛𝑡𝑝 = 𝐼𝑛𝑡𝑒𝑟𝑝𝑜𝑙𝑎𝑡𝑖𝑜𝑛(𝑆𝑃𝑅̅̅ ̅̅ ̅̅ 𝑖) , 
(5-4) 
from which the scatter profile is computed using 
𝑆𝐼𝑆𝑃𝑅 = 𝑇 ∙
𝑆𝑃𝑅𝑖𝑛𝑡𝑝
𝑆𝑃𝑅𝑖𝑛𝑡𝑝 + 1
 . (5-5) 
We will refer to this approach as the interpolated SPR (ISPR) estimation. The ISPR method uses 
a smooth SPR profile to estimate a locally fluctuating scatter signal.[134], [148], [149], [151] ISPR 
has the advantage of ensuring positivity and enabling further modeling of the scatter profile, for 
example, one could impose an upper or lower bound threshold on the SPR profile in ISPR method. 
At places where scatter varies significantly between two sampling points, ISPR might recover 
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some structural variation of the scatter signal which SI would fail to estimate. In addition, ISPR 
method suppresses the noise in the projection image after scatter removal: 
𝑉𝑎𝑟(𝑃𝐼𝑆𝑃𝑅) = 𝑉𝑎𝑟(𝑇 − 𝑆𝐼𝑆𝑃𝑅) 
= 𝑉𝑎𝑟 (𝑇 − 𝑇 ∙ (1 −
1
𝑆𝑃𝑅𝑖𝑛𝑡𝑝 + 1
)) 
= 𝑉𝑎𝑟 (𝑇 ∙ (
1
𝑆𝑃𝑅𝑖𝑛𝑡𝑝 + 1
)) 
≈ (
1
𝑆𝑃𝑅𝑖𝑛𝑡𝑝 + 1
)
2
∙ 𝑉𝑎𝑟(𝑇) < 𝑉𝑎𝑟(𝑇) , 
(5-6) 
where we approximate 𝑆𝑃𝑅𝑖𝑛𝑡𝑝  as a constant since the spline interpolation is always smooth 
between two sampling points. Hence, the SNR will be similar to that in the raw image before 
scatter correction: 
𝑆𝑁𝑅𝐼𝑆𝑃𝑅 =
𝑃𝐼𝑆𝑃𝑅
√𝑉𝑎𝑟(𝑃𝐼𝑆𝑃𝑅)
 
≈
𝑇 ∙ (
1
𝑆𝑃𝑅𝑖𝑛𝑡𝑝 + 1
)
√(
1
𝑆𝑃𝑅𝑖𝑛𝑡𝑝 + 1
)
2
∙ 𝑉𝑎𝑟(𝑇)
=
𝑇
√𝑉𝑎𝑟(𝑇)
 . 
(5-7) 
Since the signal difference is also scaled by the same factor, the CR is not enhanced in the scatter 
corrected image, and the SDNR is not improved. 
In summary, scatter correction using scatter profile estimated from direct interpolation of either 
scatter or SPR samplings would not improve the SDNR of the image.  
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5.2.2 f-SPR Scatter Estimation 
Scatter can be modeled as a convolution of incident x-ray photon I and a scatter point spread 
function SPSF: 
𝑆[𝒓] = ∑ 𝐼[𝒖] ∙ 𝑆𝑃𝑆𝐹(𝒖, 𝒓)𝑢  , (5-8) 
where 𝐼[𝒖] is the total incident photon flux at the image space position 𝒖, and the scatter point 
spread function 𝑆𝑃𝑆𝐹(𝒖, 𝒓) describes the scatter kernel from the image space position 𝒖 to the 
detector position 𝒓. This model suggests that scatter is generally a smooth function on the large 
scale but could still carry local fluctuations. Direct interpolation of the sparsely measured scatter 
samplings only generates a smooth scatter profile. The high frequency noise associated with scatter 
is not subtracted from the image. Though there is no accurate way to estimate this high frequency 
information, to the first order it is reasonable to assume that this part of the signal scale with total 
local signal measured due to the correlation between S and T. And we can make a heuristic 
approximation: 
∑ 𝐼[𝒖] ∙ 𝑆𝑃𝑆𝐹(𝒖, 𝒓)
𝑢
≈ 𝑃[𝒓] ∙ ∑ 𝑆𝑃𝑅[𝒓′] ∙ 𝐺(𝒓 − 𝒓′)
𝑟′
 , (5-9) 
where the 𝐺(𝑟 − 𝑟′) is a convolution kernel depending only on the distance between two points 𝒓 
and 𝒓′ in the detector coordinate. The scatter profile, therefore, can be approximated to: 
𝑆[𝒓] ≈ 𝑃[𝒓] ∙ ∑ 𝑆𝑃𝑅[𝒓′] ∙ 𝐺(𝒓 − 𝒓′)
𝑟′
 
= (𝑇 − 𝑆) ∙ 𝑆𝑃𝑅𝑓 = 𝑇 ∙ (1 −
1
𝑆𝑃𝑅𝑓 + 1
) . 
(5-10) 
For the actual calculation, we use the interpolated scatter profile 𝑆𝑆𝐼 from SI method to estimate 
𝑆𝑃𝑅[𝒓′]  using 𝑆𝑃𝑅0 = 𝑆𝑆𝐼 (𝑇 − 𝑆𝑆𝐼)⁄ , and adopt a range bound Gaussian filter kernel as 
𝐺(𝒓 − 𝒓′): 
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𝑆𝑃𝑅𝑓 = ∑
𝑆𝑆𝐼[𝒓
′]
𝑇[𝒓′] − 𝑆𝑆𝐼[𝒓′]
∙ 𝐺(𝒓 − 𝒓′)
𝑟′
 . (5-11) 
The f-SPR estimated scatter then becomes: 
𝑆𝑓−𝑆𝑃𝑅 = 𝑇 ∙ (
𝑆𝑃𝑅𝑓
𝑆𝑃𝑅𝑓 + 1
) . (5-12) 
Since the filtered SPR profile is a locally smooth function, noise in the projection image will be 
suppressed after the f-SPR scatter correction: 
𝑉𝑎𝑟(𝑃𝑓−𝑆𝑃𝑅) = 𝑉𝑎𝑟(𝑇 − 𝑆𝑓−𝑆𝑃𝑅) 
= 𝑉𝑎𝑟 (𝑇 − 𝑇 ∙ (1 −
1
𝑆𝑃𝑅𝑓𝑐 + 1
)) 
= 𝑉𝑎𝑟 (𝑇 ∙ (
1
𝑆𝑃𝑅𝑓𝑐 + 1
)) ≈ (
1
𝑆𝑃𝑅𝑓𝑐 + 1
)
2
∙ 𝑉𝑎𝑟(𝑇) , 
(5-13) 
and the SNR is maintained after scatter correction. Consequentially, SDNR is enhanced after f-
SPR scatter correction. 
In Eq. 13, we approximate 𝑆𝑃𝑅𝑓𝑐 as a constant. This approximation holds when the filtered 
SPR profile is locally smooth. However, if the filter size is close to zero, this approximation fails 
and the noise variance of the f-SPR corrected image converges to that of the SI corrected image. 
As will be later demonstrated, the filter size controls the amount of the total signal that is scaled 
and copied to the scatter estimation. When the filter size is zero, f-SPR is essentially the SI method; 
when the filter size increases to the range of the sampling distance, f-SPR converges to ISPR. 
Unlike the ISPR where the true signal is scaled, the signal difference would not be scaled much at 
small filter size in f-SPR. In f-SPR, as shown in Eq. 12, the smooth SI scatter profile is adapted to 
compute SPR before filtering, this sets the baseline of the scatter estimation and prevents the true 
signal from being copied into the scatter estimation. In essence, the f-SPR method combines the 
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advantage of the SI method which enhances the contrast and the ISPR method which reduces the 
noise to result in an enhanced SDNR. A flow chart of the f-SPR method is shown in Fig. 5-1.  
 
Figure 5-1: Flow chart of the f-SPR scatter estimation method. 
 
The first step in f-SPR is segmenting out the sampling region in the scan with PSD installed. 
This is done using Otsu’s threshold method with a morphological closing operation.[152] To avoid 
the penumbral effect, the identified sampling area is morphologically eroded by 4 pixels. Next, the 
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center of each sampling area is located, and the average scatter signal of each sampling area is 
computed using 𝑆̅ = ?̅? − ?̅?, where ?̅? is the average primary signal measured from the PSD scan 
and ?̅? is the average total signal measured from the normal scan in the same sampling region. A 
bi-harmonic spline interpolation and extrapolation is then applied on the sparse scatter samplings 
and the SI estimated scatter profile 𝑆𝑆𝐼 is obtained.[153] Based on this smooth scatter profile 𝑆𝑆𝐼, 
the SPR at each pixel is calculated using 𝑆𝑃𝑅 = 𝑆𝑆𝐼 (𝑇 − 𝑆𝑆𝐼)⁄ .  
At regions with structural change, such as places with metal implants, the scatter signal might 
be overestimated since the finite sampling points might be too sparse to capture the change. To 
avoid overestimation, the computed SPR profile is corrected using a preset maximum SPR value 
obtained from previous studies.[154], [155] This structural variation of the scatter signal could 
also be recovered using the information from the adjacent scatter profile through mathematical 
modeling.[140] In this study, we set a maximum SPR value of 2 for breast imaging and a maximum 
SPR value of 10 for thoracic imaging. After correction, the SPR profile is convoluted with a 
Gaussian filter kernel, and the filtered SPR profile is obtained (Eq. 12). In this study, we used a 
Gaussian filter with standard deviation 𝜎  of 4 pixels and filter size equal to 17 pixels (see 
discussion section on the choice of filter size). Finally, the scatter-corrected projection image is 
obtained: 𝑃𝑓−𝑆𝑃𝑅 = 𝑇 − 𝑆𝑓−𝑆𝑃𝑅 = 𝑇 ∙ (
1
𝑆𝑃𝑅𝑓𝑐+1
).  
 
5.2.3 Imaging System 
A stationary digital breast tomosynthesis (s-DBT) system was used for breast imaging 
studies.[8], [10] The s-DBT system uses field emission-based carbon nanotube X-ray source array, 
which eliminates the mechanical source motion in the traditional tomosynthesis scan. The s-DBT 
system has a linear x-ray source array with 31 focal spots and an angular coverage of 28 degrees, 
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a typical anode voltage of 31 kVp, a detector pixel size of 70 µm, and an image resolution of 
3328×4096.[10] In this study, we only used 15 projection images with 28-degree angular coverage 
in 2×2 binning mode, with an equivalent pixel size of 140 µm. Fig. 2a shows the s-DBT system, 
which is undergoing clinical trials at the University of North Carolina Hospitals (NCT01773850, 
NCT02008032). 
The stationary digital chest tomosynthesis (s-DCT) system employees similar x-ray source 
array technology. It uses a linear source array with 75 focal spots and an angular coverage of 15 
degrees at 100 cm source-to-detector distance; the anode voltage is 80 kVp. A flat panel detector 
is used in the s-DCT system which has 1536×1536 pixels and a pixel size of 194 µm.[8] The s-
DCT system is also currently under a clinical trial at the Biomedical Research Imaging Center at 
University of North Carolina (NCT02075320). 
 
5.2.4 Primary Sampling Device 
The primary sampling device is a thin metal plate with an array of small open apertures.[144], 
[145] As x-ray photons can only penetrate through the open apertures, the projection of the 
apertures on the detector contains mostly the primary signals, the primary photons in each 
projection view can, therefore, be sampled using PSD.  
During the scatter correction, normal projection images are first acquired without PSD. After 
the normal scan, a second scan is performed with the PSD installed close to the imaged object. By 
comparing the total signal intensity from the normal scan and the primary signal intensity from the 
second scan, samplings of scatter/SPR are obtained, which are used to estimate the full scatter 
map.  
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Figure 5-2: (a) Stationary digital breast tomosynthesis (s-DBT) system with PSD installed. (b) The 
primary sampling device (PSD) designed for the s-DBT system is placed on the compression 
paddle. (c) Breast biopsy phantom. (d) BR3D breast imaging phantom. 
 
The PSD used with the s-DBT system is made of a 2 mm thick stainless steel plate, it contains 
apertures of 2 mm diameter with 10.6 mm spacing. This translates to an aperture area of only 3% 
of the total area, resulting in a minimal additional dose.[144] Figure 5-2(a) and 2(b) show a PSD 
placed on the compression paddle of the s-DBT system. The PSD used in the  s-DCT system is 
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made of a 6 mm thick lead plate, it contains apertures spaced 31 mm apart with a diameter of 6 
mm, also occupying about 3% of the total plate area.[145]  
 
5.2.5 Phantom Studies 
A breast biopsy phantom and BR3D breast imaging phantom (Computerized Imaging 
Reference Systems, Virginia, USA) are used in this study to demonstrate and evaluate the f-SPR 
method. Both phantoms were imaged by the s-DBT system. Pictures of the biopsy phantom and 
the BR3D phantom are shown in Fig. 5-2(c) and 5-2(d), respectively. In this study, we used three 
BR3D slabs, one feature slab with mass and micro-calcification simulants sandwiched between 
two breast tissue mimicking slabs. The thickness of each slab is 1 cm. A 50 µm diameter tungsten 
wire phantom placed on top of three BR3D adipose slabs is used to measure the system’s 
modulation transfer function (MTF).   
An adult female thoracic cadaver, obtained through collaboration with the UNC School of 
Medicine, was imaged by the s-DCT system. The thickness of the thorax is 25cm. 
 
5.2.6 Image Reconstruction 
Scatter-corrected projection images are reconstructed using the adapted fan volume 
reconstruction (AFVR) method.[108] AFVR utilizes the linear source geometry in the stationary 
tomosynthesis, in which it transforms the 3D cone-beam reconstruction into a series of “2D” fan 
volume reconstructions. In AFVR, each fan volume reconstruction is independent. In addition, 
each system matrix of the fan volume is pre-calculated and stored in memory. This makes AFVR 
extremely fast, even without the GPU implementation. In this study, simultaneous iterative 
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reconstruction technique with twenty iterations was used.[69] The reconstructed slice thickness is 
0.5 mm for the biopsy and BR3D phantom, and 3 mm for the human cadaver. 
 
5.2.7 Evaluation Metrics 
The effectiveness of the f-SPR method is evaluated using the contrast ratio (CR) and SDNR. 
CR is calculated using 𝐶𝑅 = (𝐼𝑓 − 𝐼𝑏) 𝐼𝑏⁄ , where 𝐼𝑓 is the average pixel value of the foreground 
(features), and 𝐼𝑏 is the average pixel value of the background area around the features. 
Practically, the local CR is usually stretched and maximized by adjusting the image display 
window. A more meaningful metric for measuring the image quality is the ability to differentiate 
structures/tissues given the presence of the background noise. This is measured using the signal 
difference to noise ratio (SDNR), defined as 𝑆𝐷𝑁𝑅 = (𝐼𝑓 − 𝐼𝑏) 𝜎𝑏⁄ , where 𝜎𝑏 is the noise level of 
the background.  
The spatial resolution is characterized by the modulation transfer function (MTF). A 50 m 
slanted tungsten wire phantom was used to measure the system MTF. SI, ISPR, and f-SPR methods 
were applied to the projection images, the scatter corrected projection images were then 
reconstructed using AFVR. Finally, using the slice containing the focused wire, the MTF was 
obtained using the method described by Fujita et al.[156]  
 
5.3 Results 
5.3.1 Scatter Correction on Projection Image 
Figure 5-3(a)–(c) show the scatter profiles estimated using different methods for the breast 
biopsy phantom in the central projection view.  The SI estimated scatter is very smooth since it is 
obtained directly from interpolation; the ISPR estimated scatter, on the other hand, is quite noisy 
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and it even shows features from the projection image. The f-SPR estimated scatter looks quite 
similar to SI estimated scatter except that it is locally grainy, since the high-frequency spectra of 
the total signal are scaled and added into the scatter estimation. The characteristics of three 
estimated scatter profiles are better illustrated from the line profiles shown in Figure 5-3(e). In 
ISPR, the SPR map used to estimate scatter is smooth due to direct interpolation. Although the 
ISPR method has better noise properties, the signal difference is decreased in comparison to the 
projection image without scatter correction. The SI method estimates a very smooth scatter profile, 
consequently the noise in the original projection image is unaffected by the scatter correction. 
Therefore, the scatter-corrected image is quite noisy using the SI method. The f-SPR estimated 
scatter is smooth on a large scale but fluctuates locally. The scatter-corrected image using f-SPR 
maintains the signal difference, as in SI corrected image, but suppresses the noise during the scatter 
correction. It results in an improved SDNR in the projection image, which consequently leads to a 
better reconstruction image. 
To quantitatively evaluate the projection image quality after scatter correction, we selected 
seven regions of interest (ROI) across the phantom and computed both CR and SDNR for each 
ROI. Figure 5-4 shows the locations of each ROI [Fig. 5-4(a)], enlarged views of the central 
projection images after applying different scatter correction methods [Fig. 5-4(b)], and CR and 
SDNR of the seven regions [Fig. 5-4(c)]. As seen in the figure, both the SI and f-SPR corrected 
images show a significant improvement in the CR. However, only the f-SPR corrected projection 
image shows an improved SDNR. In the ISPR corrected image, the CR and SDNR are comparable 
or only slightly better than the projection image without scatter correction.  Overall, we observed 
an average of 58% increment in CR and an average of 51% increment in SDNR in the projection 
image corrected using the f-SPR method. 
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Figure 5-3: Top: scatter profile of the central projection view estimated by (a) SI, (b) ISPR and (c) 
f-SPR method. The scatter signal outside the phantom is set to be zero to avoid artifact during 
reconstruction. All scatter profiles are shown in the same display window. Bottom: (d) Line profile 
of the projection image before scatter correction. The position is indicated by the blue dashed line 
on the biopsy phantom. (e) Profiles of scatter estimated by different methods along the same line. 
The SI estimated scatter is very smooth and does not contain any noise. The ISPR estimated scatter 
though over/under estimates the scatter in the region with object features. The f-SPR estimation 
captures both the large scale smooth variation and the local fluctuation of the scatter profile. 
 
  
127 
 
Figure 5-4: (a) Central projection view of the breast biopsy phantom. The index marks seven 
regions that are used in CR and SDNR analysis. (b) Enlarged views of region 1 and region 2 (from 
left-to-right: without scatter correction, SI corrected, ISPR corrected, and f-SPR corrected images). 
(c) The contrast ratio and SDNR for the seven ROIs. Both SI and f-SPR corrected images show a 
significant improvement in contrast ratio, but only f-SPR shows significant enhancement in 
SNDR. On average, a 58% increase in CR and 51% increase in SDNR are observed with f-SPR 
scatter correction method. 
 
5.3.2 Reconstruction Image Quality Analysis 
The in-focus reconstruction slices of the BR3D phantom before and after scatter correction 
are shown in Fig. 5-5. Compared to the reconstruction image without scatter correction, all scatter-
corrected reconstruction images show higher contrast and better conspicuity. Both SI and f-SPR 
corrected reconstruction slice shows a noticeably improved contrast, however, the noise is 
significantly lower in the f-SPR corrected image. ISPR corrected reconstruction slices show a low 
noise level, however, the improvement of the image contrast is not as good as that in the 
reconstruction corrected using SI or f-SPR.  
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Figure 5-5: In-focus reconstruction slice of the BR3D feature slab: (a) without scatter correction, 
(b) with ISPR, (c) with SI, and (d) with f-SPR scatter correction. All images are displayed at the 
same window width. The window level is set to be the average of the image intensity. 
Reconstruction with f-SPR correction has a significantly better SDNR compared to reconstruction 
with other scatter correction methods, and a CR comparable to that in the reconstruction with SI 
correction. 
 
Enlarged views of spheroid masses and microcalcifications are shown in Fig. 5-6. Both SI and 
f-SPR corrected reconstructions show significant improvement in contrast; however, the 
pronounced noise in SI corrected image makes it difficult to identify small features like micro-
calcifications from the image. On the other hand, f-SPR corrected reconstruction has a noise level 
similar to the uncorrected and the ISPR corrected reconstructions, but with a much higher CR, 
making it easy to identify both masses and microcalcifications in the image. 
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Figure 5-6: Top left: in-focus reconstruction slice of two spheroid masses in the BR3D phantom 
(a) without scatter correction, (b) with ISPR, (c) with SI and (d) with f-SPR scatter correction. Top 
right: in-focus reconstruction slice of micro-calcifications in the BR3D phantom (a) without scatter 
correction, (b) with ISPR, (c) with SI and (d) with f-SPR scatter correction. All images are 
displayed at the same window width. Bottom: CR and SDNR of three spheroid masses. 
 
Quantitative analysis of CR and SDNR on three spheroid masses are shown in Fig. 5-6. Three 
largest masses in the BR3D phantom were chosen for this analysis with diameters of 6.3 mm, 4.7 
mm and 3.9 mm. For masses, the results show the CR is improved by 69.5%, 27.4% and 66.5% 
for SI, ISPR and f-SPR corrected reconstruction, respectively. The SDNR is improved by 49.8%, 
45.1%, and 93.8% for SI, ISPR, and f-SPR corrected reconstruction, respectively. The results 
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suggest that the f-SPR corrected reconstruction has a comparable increment in the CR, and almost 
doubles the increment in SDNR compared to SI corrected reconstruction. The ISPR corrected 
reconstruction has improvement in both CR and SDNR; however, the improvement is not as good 
as that in either SI corrected or f-SPR corrected reconstruction. 
 
5.3.3 Chest Imaging 
We further implemented PSD with the f-SPR correction on an s-DCT system for chest 
imaging. A human cadaver was imaged using s-DCT with additional PSD scan. The f-SPR scatter 
correction was then applied to the projection images, which were later reconstructed using AFVR. 
Both projection views and reconstruction images with and without f-SPR scatter correction are 
shown in Fig. 5-7.  The f-SPR scatter correction improves image contrast in both projection and 
reconstruction images, body anatomy and small features become more conspicuous after scatter 
correction. 
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Figure 5-7: Human cadaver imaged by s-DCT. Projection image of the central view (a) without 
scatter correction, (b) with f-SPR scatter correction. Reconstruction image (c) without scatter 
correction, (d) with scatter correction. Images before and after f-SPR scatter correction are 
displayed at the same window width, but different window level, which is set to be the mean gray 
value of the image. 
 
5.4 Discussion 
5.4.1 Filter Size in f-SPR Scatter Correction 
One of the most important steps in f-SPR is the filtering. Using Pearson’s correlation[157], 
we investigated the similarity between the f-SPR estimated scatter and direct interpolation 
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estimated scatter when varying filter size. The standard deviation of the Gaussian filter σ is set to 
be 0.25 ∙ (filter size − 1),  and the central region is used for computing Pearson’s correlation. The 
result is shown in Fig. 5-8. When no filtering applied on the SPR map, the f-SPR is equivalent to 
SI and the Pearson’s correlation is one. As the filter size increases, the Pearson’s correlation 
between SI and f-SPR estimated scatter decreases. On the other hand, the correlation between f-
SPR and ISPR estimated scatter increases as the filter size increases. When the size of filter reaches 
the distance between two sampling points, the correlation between f-SPR estimated scatter and 
ISPR estimated scatter is close to one. 
The image quality, in terms of CR and SDNR, is also studied with varying filter size. Three 
largest spherical masses in the feature slab were chosen for this analysis, with results shown in 
Fig. 5-9. The results suggest that when the filter size is small, the image quality of the f-SPR 
corrected reconstruction is similar to that of the SI corrected reconstruction; when the filter size is 
large, the image quality of f-SPR corrected reconstruction is more similar to the ISPR corrected 
reconstruction. The SDNR curve increases and then decreases, with a peak value around 4 pixels. 
The increase in SDNR when the filter size is small is probably due to the plateau region in the CR 
curve, where CR is maintained as the noise decreases with filter size. As the filter size further 
increases, the CR starts to drop but the noise level is not further reduced. Hence, the SDNR drops 
and finally matches the SDNR in the ISPR corrected reconstruction image.  
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Figure 5-8: Correlation of the scatter profile between the f-SPR estimation and the SI/ISPR 
estimation. The white line on the scatter map indicates the area that is used to compute the 
correlation. 
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Figure 5-9: The contrast ratio of (a) mass 1, (b) mass 2, and (c) mass 3. SDNR of (d) mass 1, (e) 
mass 2, and (f) mass 3. The solid blue line depicts the f-SPR scatter-corrected reconstruction, while 
the red dashed line depicts the ISPR scatter-corrected reconstruction. The CR and SDNR in the SI 
scatter-corrected reconstruction are the same as those of the f-SPR with no filtering. The x axis is 
the standard deviation of the Gaussian filter. 
 
5.4.2 Image Resolution with f-SPR Scatter Correction 
One concern about the f-SPR algorithm is the possible loss of the spatial resolution due to 
the filtering. Visual inspection of the small features, such as micro-calcification shows no image 
blur on the f-SPR corrected reconstruction image. To quantitatively investigate the possible image 
resolution change, we measured the system MTF before and after scatter correction, the result is 
shown in Fig. 5-10. The image resolution at 10% MTF before scatter correction is 4.5 line per mm, 
and it drops slightly to 4.4 line per mm after f-SPR scatter correction using a Gaussian filter with 
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a filter size of 17×17 pixel. Both the SI corrected and ISPR corrected reconstruction show similar 
frequency at 10% MTF. However, the reconstruction from Gaussian filtered SI corrected 
projection data using the same filter as f-SPR shows severe degradation in the image resolution, 
with the frequency of 10% MTF at 0.8 line per mm. The MTF curves are consistent with our visual 
observation. 
 
Figure 5-10: Left: enlarged view of micro-calcifications in the in-focus reconstruction slice of the BR3D phantom: 
(a) without scatter correction, (b) with f-SPR scatter correction and (c) with direct Gaussian filtering on the SI corrected 
projection data (f-SI). Right: system MTF curve using different processing methods. It is clear that the f-SPR method 
has a negligible impact on the spatial resolution, while direct filtration of the SI corrected image with the same filter 
size dramatically reduces the spatial resolution. 
 
5.4.3 Advantages, Limitations, and Future Work 
One advantage of using SPR for scatter correction is that the noise in the projection image is 
suppressed after the scatter removal. An underlying assumption of this approach is that the noise 
in the scatter signal and the noise in the total signal are correlated. This is a valid assumption 
considering that a large portion of the total signal is the scatter, especially in the regions with high 
SPR values. This assumption could be inaccurate in the regions with very low scatter, however, 
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the high-frequency correction that will be applied to those regions is also small. Therefore, the 
reconstruction image quality significantly improves after the f-SPR scatter correction.  
Scatter correction using simple scatter interpolation improves the local contrast ratio but it 
fails to reduce noise, while correction using ISPR reduces the noise level but it fails to improve 
the local contrast. The f-SPR method takes the advantages of both scatter estimations and balances 
between the two with different levels of filtering. When no filtering is applied, the f-SPR is same 
as the SI scatter correction. When the scale of filtering is close to the PSD sampling distance, the 
scatter estimated by f-SPR and ISPR becomes quite similar to each other.  
In this paper, we analyzed the image quality of different scatter correction methods, and 
shown that the noise is reduced and the SDNR is increased on the projection images using the 
proposed f-SPR method. Due to the nonlinear characteristics of the logarithmic transformation, the 
noise property would be different on the line integral images.[150] The improvement of image 
quality, however, is still valid after the logarithmic transformation, since better projection images 
will lead to better line integral images, which eventually leads to better reconstruction images. 
The effect of off-focal radiation has been investigated in a separate study using the stationary 
digital breast tomosynthesis system. The results showed that the radiation intensity 𝐼0 changes 
around 5% near the edge of the detector, and only around 2% at the central region of the detector 
where the breast is imaged. The relatively small change in the radiation intensity is probably due 
to the fact that the PSD is placed close to the patient and the diameter of the pinhole (2 mm) is 
much larger than the focal spot size. For this reason, we did not perform any correction for the 
scatter measurement in this study. With that being said, the off-focal spot radiation correction is 
necessary and helpful for a more general purpose.[158], [159] 
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Due to limited sampling points, the spatial interpolation of scatter might not be able to restore 
the structural variation of scatter around object boundaries, leaving an irregular fluctuation in those 
regions. Local anatomy or metal implants will also create high frequency scatter which might not 
be sampled. To address this problem, correction is performed on the SPR map based on prior 
knowledge. In this study, we use a maximum SPR constraint for the correction. When 
computational time is not a concern, one can also utilize the scatter samples at the neighboring 
angular projections to restore the variations of scatter as proposed by Yan et al[140]. The data 
redundancy in the projection views might also be used to interpolate the scatter, reducing the 
number of projections acquired in the additional scan and therefore reducing the scanning time 
and patient dose.  
The f-SPR algorithm is implemented in MATLAB and it is run on a customized workstation 
equipped with an Intel Core i7-5930K CPU. Currently, it takes 30 s to correction one projection 
image. When utilizing six cores and the MATLAB parallel computing toolbox, the whole scatter 
correction can be completed in 1.5 min for s-DBT images or 2.5 min for the s-DCT images. The 
computational time could be further reduced by utilizing GPU hardware. 
 
5.5 Conclusion 
A new method, named f-SPR, for estimating scatter profile from the sparsely sampled 
primary signal is proposed. The f-SPR method combines the advantages of both the direct scatter 
interpolation method, which enhances the contrast but fails to reduce noise, and interpolated SPR 
method, which reduces the noise level but fails to improve the local contrast. With different levels 
of filtering, it balances between the SI and the ISPR scatter estimations. The f-SPR method is 
demonstrated using breast phantoms and PSD on a stationary digital breast tomosynthesis system, 
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image quality in terms of CR, SDNR and MTF was evaluated and compared with two direct 
interpolation methods. Significant improvement in image quality was observed using the f-SPR 
method compared to the direct interpolation methods with very small changes in image resolution. 
Reconstruction of the human cadaver with f-SPR scatter correction showed a significantly 
improved CR and conspicuity while maintaining a similar noise level compared to that without 
scatter correction. The f-SPR method proposed in the paper may be used in any imaging systems 
where the scatter/primary signal can be sampled accurately. The application of the f-SPR scatter 
correction technique could lead to an improved image quality and reduction in radiation dose in x-
ray imaging 
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CHAPTER 6: Assessing Heart Calcium Score Using Stationary Digital Chest 
Tomosynthesis 
 
Heart calcium score measures the buildup of calcium inside heart vessels, it is a strong 
predictor of developing cardiovascular diseases (CVD) and it is widely used clinically to predict 
the risk of developing CVD. The current standard way of measuring heart calcium score is the 
computed tomography angiography (CTA), it is expensive and it exposes high radiation dose to 
patients. In this chapter, we investigate the feasibility of assessing heart calcium score using the 
stationary digital chest tomosynthesis system developed by our team. We develop the ex vivo heart 
model as well as the metric for assessing calcium scoring from tomosynthesis images. We then 
evaluate the tomosynthesis derived calcium score with the CT-derived calcium score in terms of 
accuracy and consistency, and show that the s-DCT could potentially be a low cost and low 
radiation dose alternative to the current standard CTA. 
 
6.1 Introduction 
Coronary artery calcification (CAC) is the buildup of calcium on the coronary artery wall, 
it is the early sign of coronary artery disease (CAD). An example of the calcification build up 
inside the coronary artery is shown in Fig. 6-1.[160] Coronary artery calcium scores (CACS) 
measures the CAC deposits, it is a strong predictor of CAD. CACS is used clinically to evaluate 
the extent of CAD and help cardiologists decide the proper medical treatment to their patients 
(Table 6-1).[161]  Computed tomography angiography is currently used to measure the coronary 
artery calcium score, a CTA image of the coronary artery with calcification is shown in Fig. 6-
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2.[162] CTA delivers high radiation to patients (about 8 – 12 mSv), which is 800 times the 
radiation dose of a single chest radiography. Due to the high radiation dose, CTA would cause a 
considerable increase in life time cancer risk and therefore it is not suitable for screening 
purpose.[163], [164] 
 
Figure 6-1: (a) Anatomy of a heart and the coronary artery. (b) A cross-section image of the 
coronary artery with plaque buildup and a blood clot, which blocks the blood flow inside the heart.   
 
Tomosynthesis is a low cost and low dose alternative for CT, it only acquires a small 
number of projection images to reconstruct 3D structures. Studies have shown chest tomosynthesis 
has a comparable sensitivity as CT in lung diseases screening, including lung nodule detection and 
other lung pathologies[92]. However, the current chest tomosynthesis system requires long 
scanning time and cannot be adapted for high resolution gated cardiac image that is necessary for 
accurate measurement of CACS. Stationary digital chest tomosynthesis, developed by our team 
using CNT X-ray source array[8], increases the scanning speed and allows high resolution gated 
imaging[11].  
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Table 6-1: Grading table for evaluating the extent of CAD based on the calcium score 
Calcium Score (CT) Presence of CAD 
0 No evidence of CAD 
1-10 Minimal evidence of CAD 
11-100 Mild evidence of CAD 
101-400 Moderate evidence of CAD 
Over 400 Extensive evidence of CAD 
 
 
Figure 6-2: An image of the coronary calcification imaged by CTA.[162]  
6.2 Methods 
6.2.1 Heart Model 
Mimic coronary calcifications were created using calcium hydroxyapatite with various 
volumes and densities from 0.3 g/ml to 0.5 g/ml. This calcium concentration is validated to be 
clinically realistic, which has an HU value ranges from 130 to 700. The CT images of the mimic 
coronary calcifications and their CT numbers are shown in Figure 6-3. Calcium mixture was 
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injected into a porcine explant heart through the left anterior descending artery, and the right 
coronary artery, a picture of the explant porcine hearts is shown in Figure 6-4(b). 
 
Figure 6-3: (a) CT images, and (b) CT numbers of mimic coronary calcifications with different 
calcium concentrations. 
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Figure 6-4: (a) Stationary digital chest tomosynthesis system developed by our team. (b) Explant 
heart model with injected calcium simulants. (c) The porcine heart inside an anthropomorphic 
chest phantom with inflated porcine lung. Unfortunately, the lung was damaged by the butcher 
and did not stay inflated during the scan. 
 
6.2.2 Imaging System 
The stationary digital chest tomosynthesis system uses a linearly distributed CNT source 
array containing 75 focal spots and a flat panel detector. The detector pixel number is 2560×3072, 
and the pixel size is 139 µm. In this study, we only use 31 focal spots with an angular coverage of 
17 deg. A photo of the s-DCT system is shown in Fig 6-4(a).  
The explant heart phantom was then imaged by both the s-DCT system and a commercial 
CT system (Siemens SOMATOM Definition, Siemens, Germany) all at 80 kVp. We also imaged 
the porcine heart inside an anthropomorphic chest phantom (Model RS-320, Radiology Support 
Devices, Long Beach, CA) with porcine lung, as shown in Figure 6-4(c). Same imaging setting 
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was used for the s-DCT system; however, the CT images were acquired at 120 kVp, which is the 
default clinical imaging protocol for CT calcium scoring. 
Tomosynthesis images were reconstructed using AFVR and SIRT with 20 iterations. For 
heart samples that were imaged alone, the reconstruction slice thickness is 0.5 mm; for heart 
samples that were imaged inside the chest phantom, the reconstruction slice thickness is 3 mm. 
The CT images were reconstruction using the integrated software from Siemens. The 
reconstruction slice thickness is 1 mm.  
 
6.2.3 Calcium Scoring 
Coronary artery calcium score is computed by multiplying the volume of the calcification 
with its density factor. Agatston score is a widely used metric for measuring the CAC. In Agatston 
score, the calcifications are separated into four different categories, and a density factor is assigned 
based on the category of the calcification.[165] The four calcification categories and the 
corresponding CT number are shown in Table 6-2. 
 
Table 6-2: Calcification density factor in Agatston score 
CT Number (HU) Density factor 
130 – 199 1 
200 – 299 Minimal evidence of CAD 
300 – 399 Mild evidence of CAD 
Over 400 Extensive evidence of CAD 
 
The CT-derived calcium score is computed using the commercial software integrated with 
the Siemens SOMATOM Definition CT system. Using the software, the reader (clinical 
cardiologist) first went through the whole stack of CT images and marked the regions she believed 
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were calcifications, the integrated software then computed the CACS based on the input from the 
reader using different scoring metrics. In this study, we used Agatston score computed from the 
Siemens software.[165] 
There is no existing standard for the tomosynthesis-derived calcium score. We proposed 
that the linear attenuation recorded in the tomosynthesis reconstruction images can be used for the 
density factor of CAC. The tomosynthesis-derived calcium score can then calculated by summing 
over the product of the linear attenuation and the volume of the calcifications: 
𝐶𝐴𝐶𝑆𝐷𝑇𝑆 = ∑ 𝜇𝑐𝑎𝑙∆𝑉
𝑐𝑎𝑙𝑐𝑖𝑓𝑖𝑐𝑎𝑡𝑖𝑜𝑛 𝑎𝑟𝑒𝑎𝑠
 , (6-1) 
where 𝐶𝐴𝐶𝑆𝑡𝑜𝑚𝑜 is the tomosynthesis-derived calcium score, 𝜇𝑐𝑎𝑙 is the linear attenuation of the 
calcification in tomosynthesis reconstruction, and ∆𝑉 is the volume of the calcification with 𝜇𝑐𝑎𝑙. 
A procedure similar to CT calcium scoring was used: A trained cardiologist first examined all 
tomosynthesis reconstruction images, marked and segmented out the regions that contain 
calcifications. Based on the input of the reader, the tomosynthesis-derived CACS is computed 
using a MATLAB script. 
 
6.3 Results 
6.3.1 Explant Heart Model 
Figure 6-5 shows the explant heart with mimic calcification imaged by both CT and s-
DCT. Mimic calcifications were shown in the right coronary artery (RCA), left main artery (LM) 
and left anterior descending artery (LAD). Most calcifications that appear in CT images is also 
shown in the tomosynthesis images except one calcification in the LAD. However, the contrast of 
the calcification in tomosynthesis images is lower than that in CT images. Six hearts with a total 
of 12 CAC were imaged by both s-DCT and CT; all 12 CAC were clear in CT reconstruction while 
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only 9 CAC were identified in tomosynthesis reconstruction. As shown in in Figure 6-6, there is a 
strong correlation between the two calcium scores derived from CT and tomosynthesis. 
 
Figure 6-5: Mimic CAC in explant heart model imaged by both s-DCT and CT. Red and yellow 
circles mark the locations of the CAC.  
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Figure 6-6: Calcium score derived from CT and tomosynthesis images. 
 
6.3.2 Heart inside Chest Phantom 
To evaluate this technique in a more realistic setting, we further imaged porcine heart 
injected with calcium simulants inside an anthropomorphic chest phantom with a porcine lung. 
The result showed that all CACs were visible in the CT reconstruction, while only five CACs in 
two hearts were confirmed by the cardiologists in the tomosynthesis images. Two “possible” CACs 
in one heart were observed. However the cardiologists could not confirm them due to the out-of-
plane artifact coming from the lung airway. Due to the fact that the lung was not inflated 
successfully during this study, two small size hearts were completely wrapped by the lung and lied 
almost flat close the ribs. The tomosynthesis artifact severely affects the visibility of the CACs. 
As a result, no CACs were identified in those two hearts.  Mimic CACs at the in-focus 
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tomosynthesis reconstruction slices and corresponding CT reconstruction slices are shown in 
Figure 6-7. 
 
Figure 6-7: Reconstruction slices of heart samples with the anthropomorphic chest phantom. 
Mimic CACs are shown in (a), (c) tomosynthesis reconstruction slices, and (b), (d) CT 
reconstruction slices. 
 
The measured CACS is shown in Table 6-3, the same data is plotted in Figure 6-8 and is 
fitted to a linear relationship. Despite the fact that there are only four data points, a strong 
correlation was observed between the CT-derived CACS and Tomosynthesis-derived CACS. 
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Table 6-3: Calcium scores of heart samples derived from CT and tomosynthesis 
 Position 
Tomosynthesis 
derived CACS 
CT derived 
CACS 
Heart 
1 
Left circumflex artery 1.076 69.6 
Left anterior 
descending artery 
36.303 908.9 
Right coronary artery 9.864 133.3 
Heart 
2 
Left anterior 
descending artery 
47.103 1127.7 
Right coronary artery 7.765 996.8 
 
 
Figure 6-8: Calcium scores of the heart samples inside chest phantom derived from CT and 
tomosynthesis images.  
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6.4 Discussion and Conclusion 
6.4.1 Discussion 
Using the stationary digital chest tomosynthesis and porcine heart models with simulated 
calcifications, we investigated the correlation between tomosynthesis-derived coronary artery 
calcium score and the CT-derived calcium score. Strong correlations were observed between 
CACS for hearts imaged along as well as when they are placed inside an anthropomorphic chest 
phantom with a porcine lung.  
A strong linear relationship between tomosynthesis-derived calcium score and CT-derived 
calcium score is observed in two imaging settings: the heart was imaged along, and the heart was 
imaged inside the chest phantom with the lung. This suggests that tomosynthesis derived calcium 
score could be used as a quantitative measure to evaluate coronary artery calcification.  As shown 
in previous studies, coronary artery calcium score might change at different energy spectrum and 
with different reconstruction algorithm[166]. In digital tomosynthesis, the source geometry and 
scanning angle can also alter the calcium score. The purpose of this study is not to establish the 
standard of calcium scoring using digital tomosynthesis, but rather to demonstrate the potential of 
stationary digital tomosynthesis to perform calcium scoring. Thorough evaluation and careful 
calibration must be performed to establish a new norm of calcium scoring using digital 
tomosynthesis. 
The main advantage of using s-DCT for coronary artery calcium scoring is the capability of 
physiologically gated imaging. Even with all projections acquired within one breath hold, motion 
blur is still the main factor that degrades the image quality for the current tomosynthesis with a 
mechanical moving x-ray source[167]. As demonstrated in the previous study, gated imaging using 
s-DCT can effectively reduce the heart motion blur by 85%, which leads to a higher spatial 
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resolution and a more accurate reconstruction with reduced artifacts[11].  Since the size of CAC 
can be as small as several millimeters, gated imaging using s-DCT could significantly improve 
both the diagnostic and measurement accuracy of coronary artery calcium scoring.  
One limitation of this study is the identification of CAC from two reconstructions. Since the 
heart is a deformable soft tissue, the shape and position of heart changed during each scan, making 
it hard for the cardiologist to identify the specific calcification on the tomosynthesis images 
relative to the CT images. Another limitation of the study is the porcine lung was not inflated 
successfully, causing significant tomosynthesis artifacts for small size heart.   
Due to the tomosynthesis artifact, some calcifications that are apparent in CT are not visible 
in tomosynthesis images. For instance, the contrast of CAC significantly degrades when it is close 
to the spine, ribs or the lung airway. Improvement in the imaging system, such as using a larger 
scanning angle, could help to reduce the image artifact and improve the conspicuity of CAC[168]. 
On the other hand, the advances in the image reconstruction algorithm, such as the model-based 
iterative reconstruction algorithm, has also shown potentials to reduce the image artifact and to 
improve the overall image quality[16], [18]. As scatter is an important issue for the cone-beam 
imaging modalities, scatter correction could also help to improve both the reconstruction accuracy 
as well as the contrast of the CAC[120], [121], [145]. Other image processing methods, including 
contrast enhancement algorithms, could also be used to improve the local contrast of CAC in 
tomosynthesis reconstruction, thus helping the diagnosis of CAC[169].   
While the CT images were acquired at 120 kVp, the s-DCT was obtained at 80 kVp due to 
the limitation of the current prototype s-DCT system. The softer energy spectrum would lead to 
less penetration and low contrast in the x-ray images. In addition, the small angular span of the 
current s-DCT limits the depth resolution of the tomosynthesis images. Both the source energy 
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spectrum and small angular span of the prototype s-DCT are due to the non-optimal x-ray source 
array used (the source array was originally designed for a different application). With a dedicated 
and optimal designed x-ray source array for s-DCT, we expect the future generation of s-DCT will 
produce significantly better images, further improve the quantitative correlation between the CT 
derived and tomosynthesis-derived CACSs. 
 
6.4.2 Conclusion 
This study demonstrates that it is possible to obtained quantitative coronary artery calcium 
scores using stationary digital chest tomosynthesis systems. Further work is needed to optimize 
the s-DCT imaging geometry, upgrading the x-ray source array, and reducing the impact of scatter. 
With those improvements, it is expected that a gated s-DCT image may become a valuable tool 
for screening patients with high risk of coronary artery diseases. 
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CHAPTER 7: Summary and Future Direction 
 
7.1 Summary 
Tomosynthesis imaging faces several challenges due to its unique imaging geometry. In 
this study, we developed a set of image reconstruction and processing algorithms that address and 
improve three aspects of the stationary tomosynthesis imaging: reconstruction speed, 
reconstruction accuracy, and reconstruction image quality.  
In terms of reconstruction speed, a fast iterative image reconstruction algorithm, namely 
adapted fan volume reconstruction, was developed for the stationary digital tomosynthesis systems 
with linear source array. AFVR increases the reconstruction speed compared to other iterative 
reconstruction algorithms with the cone beam projector, making iterative reconstruction practical 
for clinical use.  
To improve reconstruction accuracy, efficient scatter correction algorithm together with 
the scatter sampling device was developed. Studies showed that this scatter correction technique 
can effectively remove scatter radiation from the projection data, resulting in more accurate 
attenuation values in the reconstruction images. In addition, as the scatter radiation is removed, 
both the contrast ratio and the signal difference-to-noise ratio were substantially increased on both 
projection and reconstruction images.  
Several image processing algorithms were implemented that improves the reconstruction 
image quality. Iterative reconstruction was implemented for all CNT-based tomosynthesis 
systems, including s-DBT, s-DCT, and s-IOT systems. IR improves the image resolution as well 
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as reducing the noise in the reconstruction images. The distance driven projector, as well as the 
data truncation artifact reduction, were implemented, which removes the horizontal line artifacts 
and reduces the truncation artifact. Synthetic mammography has also been investigated to further 
reduce the radiation dose in breast tomosynthesis imaging. 
With the improvement in the reconstruction, we evaluate the feasibility of quantitative 
imaging using s-DTS. The Feasibility of assessing heart calcium score is investigated. An explant 
heart model with mimic calcifications was developed and imaged in two settings using both CT 
and s-DCT. The scoring metrics for tomosynthesis imaging was developed, and it was used to 
compute the tomosynthesis-derived calcium score. Results showed a strong correlation between 
tomosynthesis-derived calcium score and the CT-derived calcium score, suggesting that 
tomosynthesis would potentially be used as a low dose and low-cost alternative to CT in evaluating 
coronary artery calcification score.   
 
7.2 Future Direction 
This study marks the first step toward many applications of the quantitative imaging using 
the stationary digital tomosynthesis. There is still tremendous work that can be done to overcome 
the hardware limitation and to improve the diagnostic accuracy of this technology further. 
The fast iterative reconstruction framework has been developed,[108] however the 
reconstruction algorithm is not yet optimized. Future implementation of parallel computing on 
GPU as well as multi-core CPU could further reduce the computation time for reconstruction. With 
a faster reconstruction speed, more sophisticated system modelings such as modeling the finite-
sized focal spot in the reconstruction would be practical.  
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Currently, the AFVR uses SIRT for each fan volume reconstruction. Statistical iterative 
reconstruction algorithm, such as maximum-likelihood expectation-maximization,[15], [21] total 
variation minimization algorithms,[19], [20] and iterative coordinate descent algorithm,[17], [170] 
could be implemented to improve the image quality as well as reducing the radiation dose used in 
the s-DTS. Due to the non-isotropic voxel size of the tomosynthesis imaging, investigations on the 
optimized regularization used in the reconstruction will also improve the overall image 
quality.[171], [172]   
Tomosynthesis is a limited-angle tomographic imaging technique, which is an ill-posed 
problem with insufficient data by nature. Therefore, reduced contrast, low depth resolution, and 
image artifacts are pronounced in tomosynthesis images. Implementation of artifact reduction 
techniques, including out-of-plane artifact reduction and metal artifact reduction would help 
doctors to better interpret and extract useful diagnostic information from the tomosynthesis 
images.[94], [173]–[175] Post image processing, such as image super-resolution,[176] synthetic 
mammography,[177]–[179] contrast enhancement algorithms,[180]–[183] and noise reduction 
techniques, would also help the disease diagnosis, especially for breast imaging.   
One of the biggest advantages of CNT-based stationary digital tomosynthesis is the 
capability of physiologically gated imaging,[11], [117] where images are acquired precisely at a 
specific phase of the physiological cycle. Physiologically gated imaging not only can substantially 
reduce the motion artifact, but it also enables accurate dynamic imaging. For example, the lung 
motion at a different phase of respiration is of great interest for lung disease diagnosis. 
Investigation of the four-dimensional image reconstruction algorithms with sparse samplings 
would enable the dynamic imaging using s-DCT.  
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The second generation s-DBT system comes with the capability of dual energy imaging. 
Developing the specific image processing and reconstruction algorithms for the dual energy 
tomosynthesis imaging would improve the contrast of abnormal tissues, thus aiding disease 
diagnosis. Investigation of the material decomposition method for dual energy tomosynthesis 
would add more diagnostic value to the technology.  
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APPENDIX 
 
This appendix serves as a user manual for the AFVR software that I developed at UNC. 
First, a brief overview of the reconstruction software is provided. After that, key modules which 
used in the reconstruction are described. Next, the instruction on how to run the reconstruction 
software is provided, and finally, common problems and solutions are discussed.  
 
A.1 Overview of the Reconstruction Software 
The current reconstruction software is written in MATLAB (version 2015a or later) with 
its parallel computing toolbox. Thus it requires the user to install MATLAB on the computer. The 
software will automatically detect the number of CPU cores on the computer and accelerates the 
reconstruction. Due to the large memory requirement, a 64-bit operating system is recommended. 
The reconstruction time varies from 8 mins to 20 mins, depends on the computing power and the 
size of the problem (projection number, detector pixel size, the number of reconstruction slices 
and etc.).  
The current reconstruction does four things: 1. Processes the raw projection data, including 
cropping, re-grouping, and rotating the raw data. 2. Computes the system matrix for each fan 
volume, this is also called forward projection. 3. Based on the projection data and the system 
matrix, computes the fan volume image. 4. Combine all reconstructed fan volume images and 
resamples the 3D image.  
Currently, the ART reconstruction takes the pre-processed projection images (after off-
gain correction but before the logarithmic transformation) as the input and the statistical 
reconstruction, such as maximum likelihood expectation maximization algorithm, takes both the 
raw projection images and the blank images as the input.  
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A.2 Key Modules 
Several subroutines are used in the AFVR script, including: 
 ddprojector.m (ddprojector1.m):  
This is the subroutine that computes the system matrix A using the distance driven 
method describe by Bruno De Man. The imaging geometry must be provided when 
ddprojector is called.  
 
 fanbeam1.m: 
This is the forward projection routine that computes the system matrix using the ray-
driven model (intersection length is used as the weighting).  
 
 sart.m (sart1.m, sart2.m, sart3.m) 
This is the back projection subroutine that takes the pre-computed system matrix and 
the projection data and computes the object image. 
 
 mlem.m 
This is the back projection using the maximum likelihood expectation maximization 
algorithm. Both the blank projection images and the uncorrected raw projection data 
are needed as the input to the reconstruction. 
 
 sampb.m 
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This module takes the combined fan volume images as the input, re-samples and 
outputs the 3D images with correct aspect ratio. 
 
 calczeta.m 
This subroutine calculates the step size in each SIRT update.  
 
A.3 How to Use the Reconstruction Software 
Below are the steps to run the AFVR-SIRT reconstruction 
 Step 1: Pre-processing raw projection data 
 Step 2: Obtained the correct imaging geometry 
 Step 3: Choose the right reconstruction parameter 
o Folder of the pre-processed projection images 
o Output image folder 
o Location of the imaging geometry 
o Reconstruction space height/reconstruction slice thickness 
 Step 4: Run reconstruction 
 
A.4 Common Problems and Solutions 
A.4.1 Dimension Mismatch 
It is typically caused by incorrect projection data or incorrect geometry calibration data. 
For example, if one set the number of projection images to be 29, but instead of 29 projection 
images, there are only 28 projection images in the input folder, then the reconstruction software 
would crash with an error code “dimension mismatch”. This error would also show up if the 
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geometry calibration input does not contain the geometry of all projection images (i.e. one 
geometry calibration projection is missing) 
 
A.4.2 Artifacts on the Image Boundary 
Certain detectors have dead pixels around the edges; this would cause reconstruction 
artifacts. Objects that only appear in one or two projection could also introduce reconstruction 
artifacts. In those scenarios, it is suggested to crop the image for reconstruction. One can set cr, cl, 
ct, and cb (crop right, left, top, and bottom pixels) to crop reconstruction image.  
 
A.4.3 Low Contrast (Abnormal) 
The reconstruction images will have a low contrast (lower than what it should be) when 
the preprocessing is not done correctly. The solution introduced here would help reduce the effect 
caused by incorrect preprocessing. However, it would not help if the contrast between the two 
materials is INDEED small.   
The pre-processing is the step that transforms the raw measurement of the photon counts 
to the line integral image that used for FBP or ART reconstruction. It computes the ratio of the 
measured photon intensity and the blank (un-attenuated) photon intensity and performs a 
logarithmic transformation on the ratio. The value of the resulted line integral image, theoretically, 
ranges from 0 to 1, with 0 corresponds to all x-ray photon being absorbed, and 1 represents the 
situation when x-ray beam is not attenuated at all. Sometimes, the x-ray tube shoots a different 
flux than what we expected. In this case, the pre-processing would be wrong as the pre-recorded 
blank image does not represent the true blank image for this particular shot.  
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When the actual flux is lower than what we expected, the region where x-ray would not be 
attenuated, such as air, will have a photon count lower than that in the pre-measured blank image. 
As a result, in the reconstruction slice, those regions will have some attenuations and looks grayish, 
and all objects would appear to have a higher attenuation than their true values. On the other hand, 
if the actual flux is higher than what we expected, the object would appear to have a low attenuation 
and low contrast, as the attenuation integral after the preprocessing would be lower than what it 
should be.  
One can adjust the ppf parameter in the reconstruction script to correct the pre-processing 
error. For example, when the actual x-ray flux is lower than expected, one can reduce the ppf value 
to compensate this effect. In contrast, if the actual flux is higher than expected, one should increase 
the ppf value so that the range of the line integral image is still between 0 and 1.  
 
A.4.4 Unable to Write DICOM Header 
The reconstruction software automatically writes reconstruction settings in output DICOM 
images. Those settings are stored in the private sections in the DICOM header, which are not 
defined in the default lookup table that MATLAB uses. To write customized DICOM header 
information, one needs to modify the MATLAB DICOM header lookup table first. A MATLAB 
script, called Modify_dicom_dict.m, has been created for this purpose. The script will atomically 
revise the DICOM header table in MATLAB, enabling writing customized information in the 
DICOM images. Currently, the Modify_dicom_dict.m script only adds certain fields in the 
MATLAB look-up table, which matches the information that will be saved in the reconstruction. 
If in the future, it is desired to create and store other information in the DICOM header, one will 
  
162 
need to update the Modify_dicom_dict.m script with the correct DICOM header field information 
and rerun the script before trying to store that information in the DICOM header.  
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